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Superconducting quantum interference devices �SQUIDs� have been a key factor in the
development and commercialization of ultrasensitive electric and magnetic measurement systems.
In many cases, SQUID instrumentation offers the ability to make measurements where no other
methodology is possible. We review the main aspects of designing, fabricating, and operating a
number of SQUID measurement systems. While this article is not intended to be an exhaustive
review on the principles of SQUID sensors and the underlying concepts behind the Josephson effect,
a qualitative description of the operating principles of SQUID sensors and the properties of
materials used to fabricate SQUID sensors is presented. The difference between low and high
temperature SQUIDs and their suitability for specific applications is discussed. Although SQUID
electronics have the capability to operate well above 1 MHz, most applications tend to be at lower
frequencies. Specific examples of input circuits and detection coil configuration for different
applications and environments, along with expected performance, are described. In particular,
anticipated signal strength, magnetic field environment �applied field and external noise�, and
cryogenic requirements are discussed. Finally, a variety of applications with specific examples in the
areas of electromagnetic, material property, nondestructive test and evaluation, and geophysical and
biomedical measurements are reviewed. © 2006 American Institute of Physics.
�DOI: 10.1063/1.2354545�

I. INTRODUCTION

There are many ways to measure magnetic fields and
properties. Sensing methods have been based on the use of
induction coils, flux gate magnetometers, magnetoresistive
and Hall effect magnetometers, magneto-optical magnetome-
ters, and optically pumped magnetometers. Sensitivities
range from microtesla to picotesla levels. Reference1 gives
an overview of the principles and design of magnetic sensors
and magnetometers. The most sensitive magnetic flux detec-
tor is the superconducting quantum interference device
�SQUID�. This device, operating at cryogenic temperatures
with quantum-limited sensitivity, has demonstrated field
resolution at the 10−17 T level.

A. Superconductivity

At temperatures approaching absolute zero, certain ma-
terials undergo a transition to what is known as the super-
conducting state. In 1911, Kamerlingh-Onnes2 discovered
that the resistance of mercury, when cooled below 4.2 K �K�,
dropped to an immeasurably small value �Fig. 1�a��.

This transition from normal resistance to resistanceless
behavior takes place over a narrow temperature range—
about 0.001 K for pure, strain-free metals and a degree or
more for alloys and ceramics. Below this temperature,
known as the transition temperature �Tc�, the material is
characterized by a complete lack of electrical resistance.
While it is not possible to demonstrate true zero dc resis-

tance, circulating current decay experiments superconducting
rings of tin have been made to carry circulating dc currents
for a period much greater than a year, disconnected from any
power source, without any measurable decrease in current.3

This demonstrates that the resistivity of superconducting tin
is at least 17 orders of magnitude less than that of room
temperature copper.

Subsequent investigations4 indicated that a large number
of materials undergo a similar superconducting transition.
The source of resistivity in normal materials is the scattering
of the electrons as they move through the materials. Accord-
ing to the Bardeen-Cooper-Schrieffer �BCS� theory,5 phonon
exchange between electrons causes the electrons to condense
into weakly bound pairs �Cooper pairs� that can travel with-
out scattering. The superconducting coherence length � is a
measure of the distance over which the superconducting pair
density can change and is of the order of the spatial size of a
Cooper pair. Electrons in Cooper pairs can exchange part-
ners, and they can be depaired by thermal �critical tempera-
ture Tc�, kinetic �critical current density Jc�, or magnetic
�critical field Hc� interactions. The temperature, current den-
sity, and magnetic field under which the particular material is
superconducting define the superconducting phase space for
the material.

In 1986, Bednorz and Müller6 discovered a new class of
ceramic oxides that became superconducting near 30 K—
significantly warmer than any previously known supercon-
ductor. Since then, newer materials have been developed
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with the superconducting transition temperatures above
130 K, well above the boiling point of liquid nitrogen.
YBa2Cu3O7−� �often referred to as YBCO� �Fig. 1�b�� with
Tc�90 K is the most commonly used superconducting ce-
ramic oxide. To distinguish between the types of materials
used in making SQUID sensors, we denote the older �prima-
rily� metallic superconductors that typically operate at or
near liquid helium temperatures �4.2 K� as low temperature
superconductors �LTSs� and the newer �primarily ceramic
oxide� materials that can operate at liquid nitrogen tempera-
tures �77 K� as high temperature superconductors �HTSs�.

B. Meissner effect

A unique property of the superconducting state is ob-
served if a superconductor is put in a magnetic field and then
cooled below its transition temperature.8 In the normal state,
magnetic flux lines can penetrate through the material �Fig.
2�a��. For a hypothetical, perfectly conducting �zero resis-
tance� material, the currents induced by attempts to change
the magnetic field would prevent changes in the magnetic
field within the conductor. In contrast, in the superconduct-
ing state flux lines cannot exist within the superconducting
region except for a shallow surface layer, called the penetra-
tion depth �. As the material becomes superconducting, the
magnetic flux is expelled �Fig. 2�b�� unlike a perfect conduc-
tor that would trap the flux. This flux expulsion is called the
Meissner effect and is a consequence of the fundamental
character of the superconducting state—it is new physics.

If the superconducting material forms a ring, the flux
interior to the ring is trapped when the ring becomes super-
conducting �Fig. 2�b�� rather than expelled as in a continuous
solid. If the magnetic field is then turned off, a current, which
circulates around the ring keeping the magnetic flux ��
=�BdA� inside the ring constant, is induced �Fig. 2�c��. Be-
cause of the electrical resistance, the current in a ring made
of a normal �nonsuperconducting� metal will quickly decay.
The current decay is exponential with a time constant that is
related to the resistance �R� and inductance �L� of the ring,
I�t�= I0e−tR/L. In a superconducting ring �R=0�, there would
be no decay of the current and a persistent current �I
=−� /L� is established. The current continues to circulate as
long as the ring is kept below Tc, as previously discussed.

Total flux exclusion is seen in type-I superconductors in
the superconducting state, e.g., below the critical field Hc.
There is a second category of superconductors, type-II, that

demonstrate complete flux exclusion below a lower critical
field Hc1, but display partial flux exclusion between Hc1 and
an upper critical field Hc2. In this range, the material sepa-
rates into normal and superconducting regions—the flux is
confined to the normal regions.

C. Critical current and ac resistance

As noted above, there is a limiting current density that a
superconductor can support and still remain in the supercon-
ducting state. This density is theoretically related to the prod-
uct of the density of electrons and their velocity. If the en-
ergy of the Cooper pairs exceeds their binding energy, they
will decouple and the material will exhibit normal rather than
superconducting properties. In practice, the critical current
density is highly dependent on sample preparation.7 Jc’s can
be in the order of 107–108 A/cm2 for type-I materials �Sec.
II A� and of 106–107 A/cm2 for type-II materials.

In the high frequency limit, there can be losses even if
the material exhibits zero resistance at dc. This is because
type-II materials �and type-I materials within the skin depth�
allow flux penetration. Defects trap the flux as vortices at
pinning sites; the strength of the trapping is measured in
terms of the pinning energy—the energy required to dissoci-
ate a flux vortex from a pinning site. Dissipative flux motion
�due to an alternating current moving the vortices about the
pinning sites� absorbs energy. This dissipation gives rise to
an effective resistance that increases with frequency up to the
frequency whose energy corresponds to the superconducting
energy gap ���T�, the energy needed to decouple the paired
electrons�.

D. Flux quantization

As long as a superconducting ring remains in the super-
conducting state, the magnetic flux within it remains trapped.
This trapped flux has some very unusual properties. First,
one cannot change the level of magnetic flux in the ring in a
continuous manner. One can only trap discrete levels of the
magnetic flux �Fig. 3�. In other words, the magnetic flux is
quantized9 and exists only in multiples of the flux quantum �
�0=2.068�10−15 W; 1 Wb/m2=1 T�. Equivalently, for a
ring with an area of 1 cm2, the field inside the ring can only
exist in discrete steps of 2.068�10−11 T.

E. The Josephson effect

For a loop of superconducting wire interrupted by a nor-
mal �i.e., resistive� region, one would expect that the wave
function of the Cooper pair would quickly decay across the

FIG. 2. �Color online� Meissner effect in a superconducting ring cooled in
an externally applied magnetic field.

FIG. 1. Resistance of mercury �a� �after Ref. 2� and YBa2Cu3O7−� vs �b�
absolute temperature.
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resistive barrier �Fig. 4�a�� and the corresponding supercon-
ducting current would cease. In 1962, Josephson10 predicted
the possibility of electrons tunneling from one superconduct-
ing region to another. They are separated by a resistive �in-
sulating� barrier, often referred to as a “weak link” �Fig.
4�b��. For distances less than the coherence length ��� of the
superconducting material �Table I� and currents less than a
critical current Ic that is characteristic of the weak link, the
Cooper pairs can tunnel through the resistive barrier and the
superconducting current can penetrate the resistive barrier
with no voltage drop �Fig. 4�c��.

There are many ways to make a weak link. The junc-
tion can be an insulating �superconducting-insulator-
superconducting �SIS�� barrier such as a point contact where
the barrier is NbOx �Fig. 5�a��, a normal metal
�superconducting-normal-superconducting �SNS�� or a mi-
crobridge where the current flowing through a small con-
striction exceeds Jc only in the region of the microbridge
�Fig. 5�b��. Present day LTS devices use tunnel junction
weak links �Fig. 5�c��. HTS devices use either intrinsic—
bicrystal �Fig. 5�d�� or step edge grain boundary �Fig.
5�e��—junctions or extrinsic—step edge SNS �Fig. 5�f�� or
ramp edge �Fig. 5�g��—structures.

Bicrystal �Fig. 5�d�� and ramp edge �Fig. 5�g�� junctions
have become popular in commercial HTS devices. This is
because ramp edge junctions have a larger coherence length
along the a-b plane, have good control of Ic by relatively
thick barrier �which gives good reproducibility and stability�,
can be arbitrary placed on the substrate and used for complex

circuits, and can operate in higher fields11 because they are
shielded by a top superconducting electrode. Bicrystal junc-
tions are high Ohmic devices �good for SQUIDs and micro-
wave detectors�, have good control of Ic by misorientation
angle �good reproducibility and stability�, like ramp edge
junctions have a larger coherence length along the a-b plans,
and, most importantly, are relatively simple to fabricate—
only one HTS layer and one lithography stage is needed.
Because of the higher quality and reproducibility combined
with a relatively easy technology, these junction types have
become the most studied and better developed devices.

The next most popular HTS junction types are the step
edge �Fig. 5�e�� junctions �cheaper than bicrystal ones, but
the quality and reproducibility is usually poorer� and step
edge junctions with a normal metal shunt �better reproduc-
ibility for the shunt resistance �Rn�, but Rn and IcRn are usu-
ally too low for SQUID operation�.

TABLE I. Properties of superconducting materials �parts of this table were taken from Refs. 7 and 15�.

Material Tc �K� Hc0 �T� Hc1 �T� Hc2 �T� �0 �nm� �0 �nm� �0 �meV�

LTS
Lead 7.193 0.0803 ¯ ¯ 90 1.35
Mercury 4.153 0.0412
Niobium 9.25 ¯ 0.198 0.268 40 1.50
NbTi 9.50 ¯ 15 4 240 1.5
Nb3Sn 18.1 ¯ 24.5 3 65 3.4

HTS Hc1 �T� Hc2 �T� �ab �nm� �c �nm� �ab �nm�
Ba0.6K0.4BiO3 30
La1.85Sr0.5CuO4 40 4 0.7
MgB2 39 18 6.5 2.5 140
YBa2Cu3O7−� 95 �100 4 0.7 150
Bi2Sr2Ca2Cu3O10 110 �100 4.5 0.2 150
Tl2Bi2Ca2Cu3O10 125
HgBa2Ca2Cu3O8+� 134

FIG. 4. �Color online� �a� Quantum mechanical wave function of a super-
conducting current penetrating a normal region, showing the attenuation of
the wave function as it penetrates an insulating layer. �b� Quantum mechani-
cal wave function penetrating a thin normal region separating two supercon-
ducting regions. �c� Current vs voltage curve of a shunted Josephson tunnel
junction measured across the junction. In an ideal Josephson junction, the
transition from resistive to superconducting behavior would be a sharp ver-
tical transition, rather than the real-world curved transition shown.

FIG. 3. �Color online� Flux quantization.
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F. Superconducting quantum interference devices

SQUID uses Josephson effect phenomena to measure ex-
tremely small variations in magnetic flux. Typically, a
SQUID is a ring of superconductor interrupted by one or
more Josephson junctions �Fig. 6�.

A bias current �Ib� is applied �two Ib in the case of a dc
SQUID� putting the operational point on the I-V curve �Fig.
7�a�� midway between superconducting and resistive behav-
iors. Shunt resistors are used to prevent hysteretic behavior
in the I-V curve.12 Inductively coupling magnetic flux into
the SQUID loop creates screening currents �Iloop

=�loop/Lloop� that will effectively increase or decrease Ic,
depending on the direction of the induced flux.

Fixing Ib at a slightly higher value than Ic, when an
external magnetic flux ��ext=BextA� is coupled into the Jo-
sephson loop, the voltage drop across the Josephson junction
will change. As the external flux increases �or decreases�, the
voltage will change in a periodic manner with the period
being that of the flux quantum �0 �Fig. 7�b��. Monitoring the
change in voltage allows determination of the magnetic flux
that has been coupled into the SQUID loop. By using exter-
nal feedback �Sec. III A 1�, it is possible to “lock” the
SQUID at a unique point on the V-�0 curve; the feedback
current �coupled into the SQUID loop �Fig. 6�� is then a
measure of the externally applied flux. SQUIDs are normally
operated at the steepest part of the V-�0 curve �where
�V /�� is a maximum�.

There is also the need for the feedback electronics to be
able to track large changes in applied fields. For signal
changes larger than �0 /4, the electronics need to be able to
apply negative feedback fast enough to keep the voltage at
the operating or lock point. If the electronics cannot change
the feedback current �slew� fast enough, it is possible that
they could end up at a different point on the V-�0 curve
�same V, different �0�. If flux jumping occurs, it may be
necessary to go to faster electronics or limit the dynamic

range �or bandwidth� of the input signal �source�.
The theory of different types of SQUIDs is described in

detail in the literature.13–16 SQUIDs are operated as either rf
or dc SQUIDs. The prefix rf or dc refers to whether the
Josephson junction is biased with an alternating current �rf�
or a dc current. Due to their lower noise �Sec. III C�, nearly
all commercial SQUIDs are dc SQUIDs. As seen in Fig. 6,
flux is normally �inductively� coupled into the SQUID loop
via an input coil which connects the SQUID to the experi-
ment. Because the input coil is superconducting �R=0�, its
impedance is purely inductive. HTS SQUIDs have the input
coil either as part of the Josephson loop or as inductively
coupled �via a flip chip� to the Josephson loop.

II. SQUID SENSORS

There are fundamental differences between low and high
temperature superconductors. LTS materials are metallic �al-
though some nonmetallic and organic compounds have been
found to be superconducting at liquid helium temperatures,
none have been fabricated into SQUIDs�, isotropic, and have
coherence lengths ��� that are tens to hundreds of interatomic
distances. HTS materials are ceramics, brittle, anisotropic,
and �with the exception of MgB2� essentially planar and have
coherence lengths in the c direction �perpendicular to the a
-b plane� that are significantly smaller �Table I�. Not only is
there a temperature limitation to superconductivity; there is
also a field limitation. The material remains in the supercon-
ducting state below a critical field Hc�T�=Hc0�1− �T /Tc�2�,
where Hc0 is the critical field at T=0. Type-II superconduct-
ors have two critical fields: Hc1, below which the material
acts as a type-I superconductor, and Hc2, the upper limit in
the type-II �mixed� state.

FIG. 5. �Color online� Different types
of Josephson junctions: �a� point
contact, �b� microbridge, also known
as a Dayem bridge, �c� thin-film
tunnel junction �the barrier can either
be an insulating �SIS� or normal
metal �SNS� material, �d� bicrystal,
�e� step edge grain boundary, �f�
step edge superconductor-normal-
superconductor, and �g� ramp
edge superconductor-normal-
superconductor with a PrBa2Cu3O7−�

barrier. After Ref. 18.

FIG. 6. �Color online� Dual junction �dc� SQUID loop. The capacitor rep-
resents the self-capacitance of the junction.

FIG. 7. �a� bias point �Ib� for Josephson junction; �b� voltage vs externally
applied flux at constant bias current.
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A. Materials

The superconducting phase space is defined by the criti-
cal temperature, the critical magnetic field �both of which are
intrinsic properties of the superconducting state�, and the
critical current density �which is extrinsic and the value used
is that from the strongest pinning situation�.

We have already briefly discussed type-I and type-II su-
perconductors. Materials �typically pure metallic elements
such as Hg or Pb� that totally exclude flux in the supercon-
ducting state �up to a well-defined transition temperature Tc�
are referred to as type-I superconductors �Fig. 8�a��. Materi-
als that exhibit the partial Meissner effect described earlier
are referred to as type-II superconductors �Fig. 8�b��. Below
a lower critical field Hc1, they act as type-I superconductors.
Above Hc1, the flux can penetrate into type-II superconduct-
ors and the material is �incompletely� threaded by flux lines;
the material can be considered to be in a vortex state.14 The
higher the applied field, the greater number of allowed flux
lines until the upper critical field Hc2 is reached, where the
entire material transitions to the normal state. Type-II super-
conductors �e.g., NbTi and Nb3Sn� tend to be alloys or tran-
sition metals with high electrical resistivity in the normal
state. All HTS materials are type-II superconductors. High
field superconducting magnets are fabricated from type II-
materials.

LTS devices have significant advantages and one
disadvantage—operating temperature—over HTS devices.
Because LTS materials are isotropic and have long coherence
lengths �Table I� relative to their interatomic distances, it is
possible to fabricate devices with three-dimensional struc-
tures. This allows crossovers and multilayer structures that
permit higher sensitivity, i.e., the ability to make multiturn
than single turn devices. HTS crossovers �needed for multi-
turn coils� require larger dimensions than the coherence
length of YBCO in the c direction. The effect is that a HTS
crossover acts as a Josephson or insulating junction with the
addition of significant 1 / f noise �Sec. III E�. The associated
flux creep that can occur �particularly in HTS materials� by
operating in the mixed �vortex� state can lead to nonlinearity
or hysteretic effects. While their pinning energies are some-
what lower than YBCO, bismuth and thallium compounds
seem to have much lower densities of pinning sites.17 As a
result, the flux creep �and its associated resistivity� is consid-
erably higher. Because of this, most HTS SQUIDs are fabri-
cated from YBCO because of its sufficiently strong �and in-
trinsic� flux pinning at 77 K. By operating at lower
temperatures �20–30 K�, it is possible to freeze out the hys-

teretic effects seen in bismuth and thallium devices at 77 K,
but because of the convenience of liquid nitrogen as a cryo-
gen, all commercial HTS SQUIDs are fabricated using
YBCO as the superconductor. Even when operated as just a
bare SQUID loop with no input coils �as might be used in a
magnetic microscope �Sec. IX C��, LTS devices are signifi-
cantly quieter than HTS devices—in both white noise and
1/ f noise.

A significant difference between LTS and HTS materials
is that LTS materials �e.g., NbTi� are ductile and—in wire
form—can be made into complex three-dimensional struc-
tures such as axial gradiometers �Sec. IV E�. Additionally,
using NbTi �or Nb3Sn� allows detection coils to be in high
field regions, while the actual LTS SQUID sensor can be
placed in a low field environment. Because of the inability to
make a truly superconducting flexible three-dimensional
structure, axial HTS gradiometers are not possible �although
thin film planar gradiometers are�. Even if it was possible to
make a separate HTS coils, the inability to make supercon-
ducting joints �or joints with contact resistances at the sub-
pico-ohm level� prevents true dc response in discrete element
HTS circuits17 �i.e., the in-series resistance acts as a low
frequency high pass filter�.

Another advantage of LTS materials is that they are
stable in air, whereas moisture degrades the HTS structure.
Thus, passivation layers or overcoatings are required and add
to the complexity of manufacture. Although LTS materials
have superior properties, the ability to operate a device at
liquid nitrogen rather than liquid helium temperatures gives
HTS devices significant operational advantages and cannot
be discounted.

The barrier used for fabricating the weak link is critical.
Early point contact LTS devices used an NbO layer formed
by oxidizing the end of a niobium needle that was then
pressed against a block of niobium �Fig. 5�a��. The first com-
mercial dc SQUID used an amorphous SiO2 barrier that al-
lowed junctions with critical currents within a few percent to
be easily fabricated. An unfortunate side effect was that the
amorphous barrier had significant temperature dependent re-
sistivity that caused frequency dependent noise �Sec.
III C 5�. Present day LTS SQUIDs utilize AlOx barriers with
temperature independent critical currents. Reference 18 gives
an excellent overview on HTS SQUIDs.

B. Flux transformers

One problem with using just the SQUID loop as the
detection coil is its small area and associated inductance
��10−10 H�. Increasing the area of the loop or connecting a
larger loop in series would increase sensitivity, but the im-
pedance mismatch �Eq. �11�� due to the increased inductance
of the larger loop would negate much of the sensitivity gain.
Most LTS SQUID sensors use a multilayer flux transformer
to couple an externally detected flux into the SQUID loop
�Fig. 9�. The flux transformer can either be fabricated on a
separate substrate and placed directly over the SQUID loop
�commonly known as a flip chip�, or it can be fabricated on
the same substrate as the SQUID loop.19 The input imped-
ance of the flux transformer is much higher than that of the
SQUID loop and typically ranges from 0.1 to 2 �H. The

FIG. 8. The H-T phase space for �a� type-I and �b� type-II superconductors.
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larger impedance of the input coil allows detection coils to
be significantly larger than the SQUID loop. Section IV dis-
cusses design of detection coils. Additionally, the use of a
flux transformer allows placement of the SQUID sensor in a
noise reduced environment �Sec. IV A�, while the external
field sensing portion could be placed in field or temperature
regimes well beyond the operational limits of the SQUID
sensor itself.

C. Fractional turn SQUIDs

Another way to increase sensitivity of a bare SQUID
loop is to connect not just a single detection coil, but a num-
ber of coils, not in series �as is done in traditional multiturn
coils�, but in parallel �Fig. 10�a��. The critical concept is
keeping the inductance of the SQUID loop itself very small,
while having a large area for coupling to an external coil.
This is because thermal noise puts an upper bound on the
inductance of the loop itself. Referred to as a fractional turn
�multiloop� SQUID,20 this improves on sensitivity by reduc-
ing the input inductance by roughly Lpoly /N2+Lspoke/N+Ljp,
where Lpoly is the total inductance of a polygonal pickup coil
without spokes, Lspoke is the inductance of the spoke, Ljp is
the small parasitic inductance of the Josephson junction con-
nection lines, and N is the number of turns in the SQUID
loop.21

By directly coupling a fractional turn input coil, this al-
lows a small diameter input coil that can match the input
impedance of the SQUID loop to be fabricated. Devices with
N=3 �Fig. 10�b�� to N=16 have been fabricated with signifi-
cantly reduced field noise. While fractional turn SQUIDs
have better sensitivity, it should be noted that their spatial
resolution �for nearby objects� may be significantly poorer.
Depending on the geometry of the fractional turn SQUID,
the spatial resolution can be as poor as half the device diam-
eter, while conventional coils have demonstrated spatial
resolutions up to 1/20th diameter �Sec. IV D�. Because of
this, fractional turn SQUIDs may not be the best choice for
use in magnetic microscopy �Sec. IX B�.

III. SQUID OPERATION AND PERFORMANCE

The major difference between rf and dc SQUIDs is that
the dc SQUID may offer lower noise when compared to a rf
SQUID. The cost of this increase in sensitivity can be the
complexity of the electronics needed to operate a dc SQUID
and the difficulty in fabricating two nearly identical Joseph-
son junctions in a single device. From a historical viewpoint,
although the LTS dc SQUID was the first type of SQUID
magnetometer made, early LTS development was with rf
SQUIDs. With modern thin film fabrication techniques
and improvements in control electronics design, the dc
SQUID offers clear advantages over the rf SQUID for many
applications.

The system output voltage is the voltage drop across the
feedback resistor in a negative feedback loop controlled by
the SQUID electronics. The feedback signal is generated in
response to changes in the output signal of the SQUID sen-
sor. The output of the SQUID sensor is periodic in the field
coupled into the SQUID loop. Negative feedback �similar to
a phase-locked loop technique� is used to maintain the sys-
tem operating point at a particular �and arbitrary� flux quan-
tum. When operated in this mode, the system is in a flux-
locked loop �Sec. III A 1�.

A. The rf SQUID

The rf SQUID �Ref. 22� utilizes a single Josephson junc-
tion and flux is normally �inductively� coupled into the
SQUID loop via an input coil which connects the SQUID to
the experiment and a “rf” coil that is part of a high-Q reso-
nant �tank� circuit to read out the current changes in the
SQUID loop �Fig. 11�.

This tuned circuit �in this example operated at 19 MHz�
is driven by a constant current radio-frequency oscillator that
is weakly coupled to the SQUID loop. As the oscillator drive
amplitude is increased, the �peak� detected output of the rf
amplifier increases until a critical level is reached. That is, an
increase in drive amplitude produces a very small increase in
output. The rf drive is set so that the SQUID operates on this
plateau, where the detected output depends on the current
flowing in the input coil. Any changes in the input coil cur-
rent will induce a change in the current flowing in the
SQUID ring. This shielding current causes the total flux link-
ing the SQUID ring to remain constant as long as the ring
remains superconducting. Another contribution to the total

FIG. 9. �Color online� Flux transformer for coupling external flux �two turn
“detection coils”�. Not to scale.

FIG. 10. �Color online� �a� Schematic of fractional turn SQUID sensor; �b�
fabricated device. The pads are for coupling in the bias and feedback
currents.

FIG. 11. �Color online� Block diagram of SQUID input and electronics for
locked-loop operation of a rf SQUID. The input circuitry from the experi-
ment �e.g., a detection coil which would be connected to the input coil� is
omitted for clarity. PSD refers to phase sensitive detection, JJ means Joseph-
son junction, and ref means reference.
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flux in the SQUID �and to the shielding current� comes from
the rf current in the �19 MHz� tuned circuit. Thus we can
consider the shielding current to consist of an ac component
and a dc component which biases the junction. When the
amplitude of the ac component increases, the critical current
of the weak link is reached and a transition occurs changing
the flux state of the SQUID by a single flux quantum. This
transition temporarily reduces the level of oscillation in the rf
coil, which then builds up again to its maximum value, and
the process repeats itself. Just after the transition, the weak
link again becomes a superconductor and the shielding bias
current due to the current in the input coil reestablishes itself
to quantize the flux in the SQUID. When the rf oscillations
have been reduced sufficiently, the Josephson junction will
again be superconducting and the amplitude of the rf oscil-
lations will begin to increase again. This behavior in the
high-Q tank leads to the very characteristic triangles shown
in Fig. 12 �quite unlike the transfer functions seen with the
dc SQUID�.

If the dc current in the input coil is changed, the dc bias
of the shielding current in the SQUID is changed so that the
rf-induced transition occurs at a different level of oscillation
in the rf coil. The detected rf output is a periodic function of
the applied flux �Fig. 12�. While it might be possible to mea-
sure the change in input coil current by simply counting the
number of periods produced in the detected rf output, it may
not be easy to tell if the external field is increasing or
decreasing. In any case, the field resolution would be limited
to 1�0.

1. The flux-locked loop
A more commonly used mode of operation is a feedback

scheme �Fig. 11� which locks in on either a peak or a valley
in the triangle pattern output from the rf peak detector �Fig.
12�. A feedback flux is applied to the SQUID through the rf
coil that just cancels the change in flux from the input coil.
This allows flux resolution to ��0 levels.

An audio frequency oscillator �if oscillator in Fig. 11�
provides a reference for a phase-sensitive detector and also
modulates the flux linking the SQUID due to the rf coil by an
amount of �0 /2 �peak to peak�. This low frequency flux
modulation, where fmodulation is typically several tens of kilo-
hertz, modulates the detected rf output. The amplitude of the
rf modulation is zero when the total flux in the SQUID cor-
responds to a peak or a valley �Fig. 7�b� or 12� and increases
linearly to a maximum as the flux departs from an extremum
one-fourth of the period ��0 /4�. A change in flux in the
SQUID results in an output from the phase-sensitive detec-
tor, which is fed back through a resistor to the rf coil. The

feedback current through the rf coil counters the flux change
from the input coil and maintains the flux in the SQUID
locked at a value corresponding to an extremum in the rf
response. This manner of operation is called a flux-locked
loop. The bandwidth in locked loop operation is necessarily
	fmodulation /2.

For small scale signals, open loop operation—where the
maximum amplitude of the input signal is 	�0 /2—can al-
low higher bandwidths. For example, a typical locked loop
bandwidth for the rf SQUID electronics described above may
be 20 kHz, but open loop operation can allow bandwidths an
order of magnitude higher.

It should be noted that the rf and input coils �Fig. 11� are
not wound around the SQUID loop, but inductively coupled
to the SQUID loop. A minor advantage of the rf SQUID is
that connections from the SQUID sensor to the room tem-
perature electronics are simple—only a single coax or a
single twisted pair of leads are needed.

B. The dc SQUID

The dc SQUID differs from the rf SQUID in the manner
of biasing the Josephson junction and the number of junc-
tions. Since there are two junctions, they need to be matched
within a few percent, as do the shunt resistors. It may be
possible to operate SQUIDs with mismatched junctions, but
performance �if any� would be significantly degraded. The
ideal shunt resistor should have a temperature independent
resistivity. The use of normal metal resistors such as Pd is
preferred over amorphous materials or materials with super-
conducting transitions which would prevent operation of LTS
devices below Tc �e.g., 0.915 K in the case of a molybdenum
shunt resistor�.

Figure 13 shows a schematic of a typical dc SQUID.
Like the rf SQUID �Fig. 11�, the input, feedback, and modu-
lation coils are not wound around the SQUID loop, but in-
ductively coupled to it. It is biased with a dc current approxi-
mately equal to twice Ic and develops a dc voltage across the
junctions �and shunt resistors�. A change in the magnetic flux
applied through the SQUID loop induces a wave function
phase change that enhances the current through one Joseph-
son junction �Itotal= Ib+ Iscreen� Ic� and reduces the current
through the other �Itotal= Ib− Iscreen	 Ic�. As the external flux
��ext� increases �or decreases�, the voltage will change in a
periodic manner with the period being that of the flux quan-
tum �0 �Fig. 7�b��. The voltage, which is periodic in �0, is
used to provide a feedback current that nulls the flux pen-
etrating the SQUID loop. Like the rf SQUID, this feedback

FIG. 12. Triangle pattern showing detected output �rf� voltage vs flux
coupled into the SQUID.

FIG. 13. �Color online� Block diagram of a typical dc SQUID. The detec-
tion coil �connected to the input coil� is omitted for clarity.
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current �presented as a voltage at the output� is a direct mea-
sure of changes in flux applied to the SQUID. Unlike the rf
SQUID �Fig. 12�, the V-� curve is sinusoidal in nature.
Similar to rf SQUIDs �Sec. III A 1�, open loop operation
allows significantly greater bandwidths for small amplitude
signals. Additional details on the operation of dc SQUIDs
may be found in Ref. 23. The dc SQUID typically requires at
least four pairs of leads �bias, modulation, signal, and feed-
back� between the SQUID and its electronics. A heater cir-
cuit �to momentarily drive the temperature of the SQUID
above Tc� is useful to remove trapped flux.

1. Alternate modulation schemes
The flux-to-voltage gain of the SQUID can be increased

by shunting the device with a resistor in series with an in-
ductor coupled mutually to the SQUID loop.24 This addi-
tional positive feedback �APF� enhances the output voltage
gain of the SQUID and enables the use of a direct readout,
circumventing the conventional modulation scheme and in-
creasing the bandwidth more than one order of magnitude to
above 3 MHz.25 Reference 26 discusses APF and other con-
cepts such as two stage SQUIDs, SQUID series arrays, re-
laxation oscillation SQUIDs, and digital SQUIDs that have
been used for SQUID readouts.

C. Noise and sensitivity

SQUID noise is often presented as the spectral density of
the equivalent flux noise S��f� as a function of frequency or
noise energy per unit bandwidth EN�f�=S��f� /2L, where L is
the inductance of the input coil. To allow devices with dif-
fering input inductances to be directly compared, the sensi-
tivity of SQUID devices is best discussed in terms of the
energy sensitivity:

EN = LinputIN
2 =

�N
2

Linput
, �1�

where Linput is the input inductance of the device, IN is the
current noise, and �N is the flux sensitivity. EN is often ex-
pressed in terms of Planck’s constant h=6.6�10−34 J /Hz.

Noise characterization may also be presented as the
spectral density of the equivalent flux noise S��f� as a func-
tion of frequency or noise energy per unit bandwidth EN�f�
=S��f� /2 Linput. Figure 14 shows typical energy sensitivities
for LTS and HTS SQUIDs. As can be seen, the noise can be
described as the sum of frequency independent �white� and
frequency dependent �1/ f� terms.

Magnetometers are often discussed in terms of field sen-
sitivity. However, because the field sensitivity is as much
dependent on the geometry of the detection coil geometry
�area, number of turns, etc.� as the SQUID itself, energy
sensitivity allows comparison of devices independent of coil
geometry. Calculation of magnetic field sensitivity is dis-
cussed in Sec. IV D. The effective area of the device must
also be considered, especially in the case of bare and frac-
tional turn SQUID loops.

1. White noise
a. rf SQUIDs. The rf SQUID can be modeled27 as an

ideal �lossless� parametric up-converter where EN


kBTN /hfB, where TN is the noise temperature of the rf am-
plifier �Fig. 11� and fB is the bias frequency used to excite
the tank circuit. This result in the current �or field� noise in rf
SQUIDs is proportional to 1/ � fB. For a LTS rf SQUID op-
erating at 19 MHz,28 typical white noise is 10−28 J /Hz �Fig.
14�a��. Increasing the bias frequency to 180 MHz �Ref. 29�
has been shown to reduce the white noise by a factor of 3. As
fB increases, the complexity of the electronics also tends to
increase. With the discovery of high temperature supercon-
ductivity, the first HTS SQUIDs were single junction rf
SQUIDs. As it is not known �at least theoretically� if there is
a fundamental limit to the white noise of rf SQUIDs, at
1 GHz, a rf HTS SQUID could be quieter than a dc HTS
SQUID.

b. dc SQUIDs. The minimum noise energy �EN� for a dc
SQUID is given by:12

EN � 4kBT��LloopC , �2�

where kB is Boltzmann’s constant, T is the temperature of the
SQUID, Lloop is the inductance of the SQUID loop, and C is
the self-capacitance of the junction. Substituting appropriate
numbers indicates that EN for a dc SQUID is on the order of
h /2, and devices with these sensitivities have been
constructed.30 These extremely low noise levels are achieved
by limiting the dynamic range and avoiding feedback. The
need for practical �useful� devices requires that feedback be
used and that the SQUID electronics has a reasonable dy-
namic range. Commercially available LTS dc SQUIDs have
noise levels of 10−31 J /Hz.

2. Temperature dependence
Due to the strong temperature dependence of supercon-

ducting properties, such as energy gap ��T�, critical current
Ic, surface resistivity RS, etc., especially near Tc, we find that
basic SQUID parameters such as bias and modulation drives
will experience variations as a function of temperature. This
increases with frequency up to the frequency whose energy

FIG. 14. Energy sensitivity vs frequency for a number of different SQUID
devices: �a� is a LTS rf SQUID operated at a bias frequency of 19 MHz; �b�
is a dc biased LTS dc SQUID with amorphous silicon barriers; �c� is �b�
using ac biasing; �d� is a dc biased LTS dc SQUID with AlOx barriers; and
�e� is an ac biased HTS dc SQUID utilizing a ramp edge junction �Fig. 5�g��.
Devices �a�–�d� were operated at 4.2 K; device �e� was at 77 K.

101101-8 R. L. Fagaly Rev. Sci. Instrum. 77, 101101 �2006�



corresponds to the superconducting energy gap ���T�, the
energy needed to decouple the paired electrons�.

The best noise performance is obtained when the SQUID
is operated at or below 1

2Tc. A niobium LTS SQUID operat-
ing at 4.2 K has T /Tc=0.44, while a YBCO SQUID at 77 K
has T /Tc=0.83. Operating at lower temperatures also means
potentially lower noise �Eq. �2��. A significant temperature
variation may require retuning for optimum performance. A
typical LTS SQUID �e.g., Figs. 14�c� and 14�d�� will have a
temperature variation of �0.1�0 /K; a HTS device �Fig.
5�f�� has d� /dT�0.015�0 /K. Because liquid cryogens are
normally used to cool SQUID devices, ambient pressure and
pressure variations can change the cryogen temperature with
a commensurate change in SQUID operating parameters. For
example, geophysical applications may require operation in
deep mines, underwater, or at altitude �airborne�. A 1 torr
pressure variation at 760 torr is equivalent to a 1.5 mK
change in the temperature of a liquid helium bath and a
11 mK change in the temperature of a liquid nitrogen bath.
Use of a closed cycle refrigerator �Sec. VI B� can cause sig-
nificant temperature variations �± 1

2 K at 1 Hz for a 4 K GM
cycle cryocooler�. A temperature controller or a large thermal
mass �or both� may be needed to smooth out these variations.

3. Field dependence
In normal operation, LTS SQUIDs are operated in the

Earth’s magnetic field ��50 �T� or lower environments.
LTS experiments requiring operation in high fields usually
employ coils that transport the measured flux or currents to
the LTS SQUID sensor located in a low field region of the
cryostat �typically less than 10 mT�.

Because HTS coils are located on the same substrate as
SQUID itself �or next to in the case of a flip-chip design9�,
the HTS SQUIDs are subjected to the environment being
measured. It should be noted that some bicrystal SQUIDs
have Ic�H�’s that oscillate with �0 /2.31 Some HTS devices
simply will not function in fields exceeding tens of mi-
crotesla. In addition, the decreased flux pinning in HTS de-
vices at high fields results in reduced slew rates. The devel-
opment of ramp edge junctions9 has allowed HTS devices to
operate in fields up to 0.1 T with white noise scaling as �H.

Both LTS and HTS devices should be operated in very
stable fields. For LTS sensors, placing them inside a niobium
provides a highly stable local field environment. Since HTS
devices are usually configured for measuring external fields,
it is not realistic to place a HTS SQUID in a HTS shield
�unless it is large enough to encompass the entire object be-
ing measured.32 Instead, attention must be paid to reducing
external field influences on the SQUID sensor �Sec. IV B�.

4. 1/ f noise
Along with white noise, there exists a frequency depen-

dent contribution that increases as the frequency decreases
�Fig. 14; note that the variation is 1 / f in energy, not field�.
The onset of this “1/ f” noise can be dependent on the am-
bient magnetic field when the SQUID sensor is cooled. Cool-
ing the SQUID sensor in low ambient magnetic fields �less
than 1 �T� may significantly improve the 1/ f performance,
particularly with HTS SQUIDs using grain boundary junc-

tions. It should be noted that measurements of 1 / f noise,
usually taken at frequencies well below 1 Hz, are difficult.
The SQUID sensor should be placed in a superconducting
can, which is itself inside mu-metal shielding. Care should
be taken to eliminate any potential mechanical motion. As
vibration often appears as a 1/ f2 contribution, excessive low
frequency noise may be identified by its spectral content.

5. Sources of 1/ f noise
Thermally activated critical current fluctuations due to

trapping and release of electrons in the barrier produce fluc-
tuations in the �Josephson� energy gap ��T� with variations
in Ic. A large contribution to this noise in some dc SQUIDs
can arise from the presence of the dc current bias. By chop-
ping the dc bias �Fig. 15� in combination with the conven-
tional flux modulation techniques, it is possible to reduce this
added 1/ f noise.

This ac bias reversal approach,33 sometimes referred to
as dynabias, separates the original signal wave form from the
noise associated with the dc bias and can reduce 1/ f noise at
very low frequencies �Figs. 14�b� and 14�c��. As mentioned
in Sec. II A, the first commercial dc SQUIDs exhibited ex-
cessive 1/ f noise. The use of ac biasing33 lowered the 1/ f
knee �the frequency where the 1/ f noise equals the white
noise� by nearly two orders of magnitude. Present day LTS
SQUIDs use AlOx barriers that do not exhibit this excessive
1/ f noise �ac biasing does not seem to further reduce 1/ f�.
HTS SQUIDs exhibit temperature dependent critical currents
and flux noise that arise from motions of flux lines trapped in
the HTS material. Both of these effects cause 1/ f noise. The
1/ f noise due to critical current variations can be signifi-
cantly reduced by the use of ac biasing. Flux noise fluctua-
tions have not been able to be reduced by any known modu-
lation scheme. Commercially available LTS SQUIDs have
1/ f knees of 0.1–0.5 Hz; HTS SQUIDs have 1/ f knees in
the 5–20 Hz range.

The modulation signal can be distorted due to time de-
lays, phase shifts, and attenuation from circuit elements be-
tween the modulation oscillator and the modulation coil on
the SQUID chip. This can increase noise and reduce band-
width. Many commercial SQUID electronics have a skew
control that adds a small phase shifted signal at the same
frequency as the modulation signal. This �skew� signal can
be used to symmetrize the modulation signal presented at the
SQUID loop improving the system performance. It should be
noted that bias reversal limits the maximum bandwidth to
less than half the bias reversal frequency.

FIG. 15. �Color online� ac biasing. The modulation oscillator is used to chop
the dc bias current at a frequency typically twice that of the modulation
frequency �here f2=2f1�.
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Temperature variations of the SQUID can also cause 1/ f
behavior �via d� /dT, Sec. III C 2�. If the SQUID is directly
immersed in a liquid cryogen, stabilizing the bath tempera-
ture can be critical to minimizing temperature variations.
Convection cells in the helium can be a major problem at
low frequencies.34 Movement of liquid cryogens can also
induce temperature instabilities. One liquid nitrogen Dewar
was found to have a temperature stability best described as
�T= �1.9+1.9/T��10−4 K/ �Hz.35

D. Control electronics

One important factor of SQUID design is that the feed-
back electronics must be able to follow changes in the
shielding currents. If the shielding current changes so fast
that the flux in the SQUID loop changes by more than �0 /2,
it is possible that the feedback electronics will lag behind the
rapidly changing flux. When the electronics finally “catch
up,” they can lock on an operating point �Fig. 12� different
from the original. In this case, the SQUID has “lost lock”
because the SQUID has exceeded the maximum slew rate of
the electronics. This places an upper limit on the bandwidth
of the system. Slew rate means not just the ability to track a
signal at a single frequency �e.g., 60 Hz�, but the ability to
track signals at frequencies within the bandwidth of interest.
The typical bandwidth of commercially available SQUID
systems is dc to 50+ kHz. Custom electronics have been
built extending bandwidths above 3 MHz.25 Typical slew
rates for commercial electronics are in the range of
105–106�0 / s for a single pure frequency. Complex wave
forms may generate intermodulation distortion that will have
the effect of reducing the effective slew rate. It should be
noted that slew rates for HTS devices can be significantly
less �1/10–1/100� than theoretically possible. This may be
due to flux motion and other limitations inherent to HTS
materials.

Even though one may not need or want to observe rap-
idly changing signals, situations may arise when ambient
noise �e.g., 60 Hz� may determine the slew rate requirements
of the system. To recover a signal from such interference, it
is necessary that the system be able to track all signals
present at the input, including the noise. When system re-
sponse is sped up to handle very fast signals, sensitivity to rf
interference and spurious transients is also increased. Since
the ability to remain locked while subjected to strong elec-
trical transients is greatest when the maximum slew rate is
limited �slow�, while the ability to track rapidly varying sig-
nals is greatest when the maximum slew rate is greatest
�fast�, it is desirable to be able to match the maximum slew
rate capability to the measuring situation. As a matter of
convenience, many commercial SQUID systems offer user
selectable slew rates along with high-pass and low-pass fil-
ters for noise reduction.

E. Limitations on SQUID technology

When utilizing SQUID-based measurement systems and
data reduction algorithms, it is important to bear in mind
several fundamental limitations:

1. Differential measurements
SQUIDs are sensitive to relative �field or current�

changes only. This is a consequence of the fact that the out-
put voltage of a SQUID is a periodic function �Fig. 7�b� or
12� of the flux penetrating the SQUID loop. The SQUID is
“flux locked” on an arbitrary point on the V-� curve, and the
SQUID output is sensitive to flux changes relative to this
lock point.

2. Slew rate limitations
If the signal changes faster than the feedback electronics

can follow �i.e., the slew rate is exceeded� and the total sig-
nal change exceeds 1

2�0, it is possible for the operating point
to shift by one or more flux quanta �Fig. 7 or 12�. If high
bandwidths are needed, it is possible to operate the electron-
ics in a limited range mode where the raw output is amplified
without use of a feedback signal. Although the SQUID has
an intrinsic bandwidth of several gigahertz, when operated
with standard flux-locked loop electronics using ac flux
modulation, the maximum usable bandwidth of most com-
mercially available electronics is typically 50–100 kHz.

3. 1/ f noise
Another limitation is the presence of 1 / f noise. The use

of ac biasing in HTS SQUIDs limits their maximum band-
width to less than half the bias reversal frequency. If the bias
reversal frequency is too high, noise can be induced due to
voltage spikes in the transformer coupled preamplifier input
circuit. Because of this, the maximum bandwidth of commer-
cially available HTS SQUIDs is usually limited to �50 kHz.
If MHz bandwidths are required, the ac bias is not used;
however, there will be excess noise below 1 kHz.

4. The vector nature of SQUID magnetometers
SQUID magnetometers are vector magnetometers. For a

pure magnetometer operating in the Earth’s magnetic field
��50 �T�, a 180° rotation can sweep out a total field change
of up to 100 �T. If the magnetometer has a sensitivity of
10 fT/ �Hz, tracking the total field change requires a dy-
namic range of 100 �T/10 fT=200 dB, well beyond the ca-
pabilities of current electronics. In addition, the rotational
speed must not cause the current flowing through the SQUID
sensor to exceed its slew rate limitations. Pure gradiometers
�Sec. IV F� would be insensitive to uniform fields and not
suffer this dynamic range limitation. In reality, gradiometers
are not perfect and have some magnetometer components
�Eq. �7�� that can place motion restrictions even on well-
balanced gradiometers.

IV. INPUT CIRCUITS

A. Packaging

Although it is possible to couple magnetic flux directly
into the SQUID loop, environmental noise considerations
�Sec. VI� make this difficult, if not impossible, in an un-
shielded environment. In addition, the area �A=�rcoil

2 � of a
typical SQUID loop is small �	0.1 mm2�, and its resulting
sensitivity to external flux changes ���=A�B� little. Al-
though a larger loop diameter would increase the SQUID’s
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sensitivity to external flux, it would also make it much more
susceptible to environmental noise. For this reason, external
flux is normally inductively coupled to LTS SQUID loops by
a flux transformer. Because HTS devices have the detection
coil grown on the same substrate, the Josephson loop is ex-
posed to the environment being measured. This limits the
ability of HTS devices to operate in high fields �Sec. III C 3�.

The packaging of the sensor should be sufficiently rug-
ged to allow use under adverse conditions. A niobium can
shield LTS devices from external fields �20 mT. If an ex-
periment requires high fields, it is desirable to use a magnet
with a compensation coil that generates a null �	20 mT�
field region. The SQUID sensor is placed there and con-
nected to the experiment by twisted pair�s� of NbTi leads for
field 	10 T. Nb3Sn leads may permit superconducting con-
nections in fields above 20 T. When stored at room tempera-
ture, HTS devices require isolation from humid environ-
ments to prevent degradation of the YBCO film. Normally, a
surface passivation layer over the YBCO is combined with
encapsulating the HTS SQUID in a gas filled sealed G-10 or
plastic enclosure.

To improve immunity to external sources in LTS sys-
tems, it is advisable to run the connecting leads �between the
detection coil�s� and SQUID input� through superconducting
tubes. While niobium tubing can be used, a much less expen-
sive method is to remove the rosin core center of a 60/40
lead-tin solder. The resulting hollow tubing can be used as a
superconducting shield below 6 K. Care must be taken so
that the common mode from the tube does not exceed the
common mode from the bare twisted wire. For HTS
devices—if large coils are part of the device’s structure—
designing YBCO ground planes above and below the inter-
connects will help to reduce extraneous pickup �and improve
balance �Sec. IV F� in the case of planar gradiometers�.

Today, SQUIDs are fabricated as planar devices rather
than point contacts �Fig. 5�a�� or Dayem bridges �Fig. 5�b��
used to fabricate early rf SQUIDs. In this configuration, the
superconducting loop, Josephson junctions, and coils �input,
feedback, and modulation� are patterned on the same device.
Multilayer deposition techniques are used �primarily in LTS
devices�, and coils are normally in the form of a square
washer.19 The planar configuration leads to quite small de-
vices, occupying only a few mm3 compared to 5+ cm3

�1.2 cm diam�5 cm� for older toroidal rf SQUIDs.36 An-
other advantage of the planar device is that it is possible to
have the detection coils as part of the SQUID sensor, elimi-
nating the need for separate �three-dimensional� detection

coils. Such an integrated sensor can significantly reduce the
complexity of multichannel systems.

B. External feedback

Normally, SQUID electronics utilize an internal feed-
back technique to cancel changes in magnetic flux. An alter-
nate approach to feedback may be made by coupling the
feedback signal to the input coil �Fig. 16�a�� rather than to
the Josephson loop. This can avoid large feedback currents
�e.g., due to 50 or 60 Hz� that could exceed Ic for the Joseph-
son junction�s�.

A second method �Fig. 17� uses an externally generated
signal in addition to the SQUID feedback electronics. One
example is a circuit to compensate for an external ac field
being applied near the detection coil�s� in a susceptibility
experiment.

Another variation is where an external feedback signal
�for real-time noise reduction� is generated by the output of
reference channels �Sec. IV G�. This method is normally
used in parallel with internal feedback. When this technique
is used, it may be necessary to null both the in-phase and
quadrature feedback signals. This can be done manually or
by computer control.

When calculating the sensitivity of the detection coil, the
portion of the external feedback coil that is in series with the
detection and input coils must be added to calculate the total
inductance �Eq. �5��. Care must be taken in constructing the
external feedback coil and the leads that connect the coil.
The major consideration is to avoid the introduction of po-
tential rf interference into the external feedback coil. Shield-
ing the leads, magnetically isolating the external feedback
coil from the signal �or potential noise sources�, and proper
attention to grounding will reduce the chances of problems.

C. The SQUID as a black box

Whether a rf or dc SQUID, a SQUID system can be
considered as a black box that acts like a current �or flux�-
to-voltage amplifier with extremely high gain. In addition, it
offers extremely low noise, high dynamic range ��140 dB�,
excellent linearity ��1:107� and a wide bandwidth that can
extend down to dc. A SQUID can also be used as a postam-

FIG. 16. �Color online� External feedback circuit. Note that the internal
feedback circuitry �shown in Fig. 13� is not used.

FIG. 17. �Color online� ac susceptibility system using external feedback.
The external feedback signal is generated �in parallel to the internal feed-
back in this example� to the magnet power supply and then attenuated be-
fore being fed into the input circuit. The capacitive circuit element generates
the quadrature signal.
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plifier stage37 offering superior performance to conventional
field effect transistors at frequencies as high as 500 MHz.

Conceptually, the easiest input circuit to consider for de-
tecting changes in magnetic fields is that of a SQUID sensor
connected to a simple superconducting coil �Fig. 18�. Since
the total flux in a superconducting loop is conserved, any
change in external field through the signal coil will induce a
current in the flux transformer that must satisfy

�� = NA�B = �Lcoil + Linput��I , �3�

where �B is the change in applied field; N, A, and Lcoil are
the number of turns, area, and inductance of the detection
coil, respectively Linput is the inductance of the SQUID input
coil; and �I is the change in current in the superconducting
circuit. If the lead inductance is not negligible, it must be
added to Lcoil and Linput. Typically, a twisted pair of 0.005 in.
NbTi wire has Llead�0.3 �H/m.

D. Sensitivity

Maximum sensitivity is almost never the optimum sen-
sitivity. Nevertheless, an understanding of the techniques
used to maximize sensitivity is essential to any discussion of
optimum sensitivity. Since the SQUID system has an output
that is proportional to the input current, maximum sensitivity
is obtained by using the input circuit that provides the maxi-
mum current into the SQUID and satisfies all other con-
straints of the experimental apparatus.

A common constraint is the physical size of the detection
coil. As is seen in Eqs. �3� and �4�, it is clear that maximum
sensitivity to uniform fields is obtained with an infinitely
large coil. Infinitely large coils fit quite nicely into Dewars
with infinitely large necks, but they have the serious disad-
vantage of boiling off liquid cryogens at an infinitely fast
rate. If ultimate sensitivity is needed, common practice
would be to build the largest diameter detection coil that will
fit in a physically realistic Dewar neck.

Another constraint on coil design is spatial resolution
that is dependent on the nature of the source, the geometry of
the detection coil, and the distance between the coil and the
source. If nearby objects are to be measured �e.g., biomag-
netism or magnetic microscopy�, then spatial resolution may
be more important than absolute sensitivity. In fact, dipole
field sensitivity can go up for smaller coils that are very close
to the object being measured.

In the near field region, where the distance to the detec-
tion coil is less than a coil diameter from the detection
coil�s�—assuming reasonable signal-to-noise ratio the spatial
resolution can be better than 1/10th the coil diameter. Mul-
tiple or higher order �quadruple, etc.� sources may have spa-
tial resolution on the order of the coil diameter. One rule of
thumb is not to have the coil diameter significantly less than
the distance between the coil and the source. This distance

includes the tail spacing �gap� of the Dewar �Fig. 25� used to
provide the cryogenic environment. Application specific
analyses are given in Secs. IX B and X B.

In the far field approximation, where the distance from
the detection coil is many coil diameters, spatial resolution
may be multiples of the coil diameter. In that situation, larger
coils are recommended. However, it makes no sense to de-
sign coils for significantly higher sensitivity than environ-
mental constraints �noise� permit.

To calculate the sensitivity and noise levels of a simple
detection coil system, the inductance of the detection coil
must be known. The inductance of a flat, tightly wound,
circular multiturn loop of superconducting wire is given �in
mks units� by38

L = �0N2r	loge
8rcoil

rwire
� − 2� , �4�

where �0 is the magnetic permeability of free space, rcoil is
the radius of the detection coil, and rwire is the radius of the
�superconducting� wire. Knowing the coil inductance Lcoil,
we can rewrite Eq. �3� as

�B = �Lcoil + Linput��I/NA . �5�

Since the SQUID system has an output proportional to the
input current, maximum sensitivity is obtained by using the
input circuit that provides the maximum current into the
SQUID and satisfies all other constraints of the experimental
apparatus. For a pure magnetometer of a given diameter,
the maximum sensitivity will occur when the impedance
of the detection coil matches that of the SQUID sensor
�Lcoil=Linput�.

Much higher sensitivity �10−17 T/ �Hz� in a limited
bandwidth �100 Hz in this case� has been achieved by
incorporating a rf SQUID �Fig. 14�a�� into a parametric am-
plifier circuit.39 Substituting a present day dc SQUID sensor
could yield a sensitivity of 	3�10−18 T/ �Hz. The highest
sensitivity reported for a HTS SQUID magnetometer is
3.5�10−15 T/ �Hz.40

E. Detection coils

Several factors affect the design of the detection coils.41

These include the desired sensitivity of the system, the size
and location of the magnetic field source or current dipole42

�Sec. X A 1�, and the need to match the inductance of the
detection coil to that of the SQUID. The ability to separate
field patterns caused by sources at different locations and
strengths requires a good signal-to-noise ratio. At the same
time, one has to find the coil configuration that gives the best
spatial resolution. Unfortunately, these two tasks are not in-
dependent. For example, increasing the signal coil diameter
improves field sensitivity �to uniform fields or distant
sources�, but sacrifices spatial resolution. In practice, system
design is restricted by several constraints: the impedance and
noise of the SQUID sensors, the size of the Dewar, and the
number of channels, along with the distribution and strength
of noise sources.

It is extremely important for dc response that the detec-
tion coil�s� be superconducting. Resistance in the detection
circuit has two effects: �1� attenuating the signal and �2�

FIG. 18. �Color online� Schematic diagram of typical SQUID input circuit.
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adding the Nyquist noise. Resistive attenuation is important
only below a frequency f0, such that the resistive impedance
is equal to the sum of the inductive impedances in the loop
�e.g., f0�R /Ltot, where Ltot is the total inductive impedance
of the loop�. Resistive noise is only important if it becomes
comparable to other noise sources or the signal
�	10−30 J /Hz for biomagnetism; 	10−26 J /Hz for geophys-
ics�. For a SQUID with EN�10−30 J /Hz, the total resistance
of the circuit, including any joints, must be less than
10−13 �.17 Thus it is very important that all solder joints,
press fits, or connections have as low a joint resistance as
possible.

Figure 19 displays a variety of detection coils. The mag-
netometer �Fig. 19�a�� responds to the changes in the field
penetrating the coil. More complicated coil configurations
provide the advantage of discriminating against unwanted
background fields from distant sources while retaining sen-
sitivity to nearby sources.

Because of the present inability to make flexible �i.e.,
small bending radius� wire or make true superconducting
joints in HTS materials, commercially available HTS devices
are currently in the form of magnetic sensing rather than
current sensing devices.

F. Gradiometers

Magnetometers are extremely sensitive to the outside en-
vironment. This may be acceptable if one is measuring am-
bient fields. If what is to be measured is close to the detec-
tion coil and is weak, outside interference may prevent
measurements at SQUID sensitivities. If the measurement is
of a magnetic source close to the detection coil, a gradiom-
eter coil may be preferred. Since Bdipole
1/z3, where z is the
distance beneath the coil, it follows that the field from a
distant source is relatively uniform in direction and magni-
tude at the sensor. If we connect in series two identical and
exactly parallel loops wound in opposite senses, separated by
a distance b �the base line�, we obtain a coil �Fig. 19�b�� that
will reject uniform fields.

Since the response of a single coil to a magnetic dipole
goes as 1/z3, an object that is much closer to one coil than
the other will couple better to the closer coil than to the more
distant one. Sources that are relatively distant will couple
equally into both coils. For objects that are closer than 0.3b,
the gradiometer acts as a pure magnetometer, while rejecting
more than 99% of the influence of objects more than 300b
distant �Fig. 20�. In essence, the gradiometer acts as a com-

pensated magnetometer. It is possible to use two gradiom-
eters connected in series opposition �Fig. 19�d�� to further
minimize the response of the system to distant sources. This
can be extended to higher orders by connecting in series
opposition two second order gradiometers, etc. Doing so,
however, reduces the sensitivity of the instrument to the sig-
nal of interest �Fig. 21� and may not significantly improve
the signal-to-noise ratio �this applies only to hardware gradi-
ometers, not to electronic gradiometers�.

Rejection of distant noise sources depends on having a
precise match �or balance as it is sometimes referred to� be-
tween the number of area turns in the coils. A symmetric
gradiometer �Fig. 19�b�� requires that NsignalAsignal

=NcompAcomp, where N is the number of turns and A the area
of the signal and compensation coils, respectively. Thus Lcoil

in Eq. �5� becomes �Lsignal+Lcomp�. An asymmetric design
�Fig. 19�e�� has the advantage that the inductance �Lsignal� of
the signal coil�s� can be much greater than the compensation
coils �Lcomp�; greater sensitivity is achieved than with a sym-
metric design. Another advantage is that the signal coil di-
ameter is reduced, leading to potentially higher spatial reso-
lution. Another way to reduce the inductance of the
compensation coils is to physically separate the windings of
the compensation turns so that they act as N single turns
�Lcomp�NLsingle turn� in series rather than a single tightly
packed coil �Lcomp�N2Lsingle turn�. The optimum conditions
for the number of turns in an asymmetric signal coil is given
by43

FIG. 20. Response of gradient coils relative to magnetometer response �1/z3

suppressed�.

FIG. 19. �a� Magnetometer; �b� first derivative axial gradiometer; �c� first derivative planar gradiometer; �d� second derivative axial gradiometer; �e� second
derivative asymmetric axial gradiometer; �f� first derivative radial gradiometer.
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�Lsignal + Lcomp + Linput + Lleads� − Nsignal
�

�Nsignal

��Lsignal + Lcomp + Linput + Lleads� = 0. �6�

If the gradiometer is perfectly made �balanced�, it will reject
uniform fields. However, if one coil has a larger effective
diameter than the other, the response will not be that of a
perfect gradiometer, but that of a gradiometer in a series with
a “smaller” magnetometer. Mathematically, the balance 
can be defined as

Vt 
 G +  · H , �7�

where Vt is the system response, G is the coil’s response to a
gradient field �e.g., dBz /dz�, and H is the applied uniform
field. If the coils are coplanar, there should not be any x or y
field components detected. However, the reality of fabrica-
tion �e.g., tilt due to coil forms constructed from multiple
pieces, imperfect machining, etc.� is such that there may be
’s with x and y components.

Typically, coil forms used to wind gradiometers can be
machined �grooved� to achieve balances that range from 
=0.01�0.001. Planar devices, fabricated using photolithog-
raphy, can achieve significantly higher balances—a factor of
10 or better. Superconducting trim tabs44 placed within the
detection coils can improve  to the ppm level. High degrees
of balance can allow a SQUID gradiometer to operate in
relatively large �millitesla� ambient fields while maintaining
sensitivities in the tens of femtotesla. The use of electronic
balancing �Sec. IV F� can provide balance ratios at the ppm
level.45

1. Sensitivity
To use a SQUID magnetometer or gradiometer as a

quantitative instrument, it is necessary to properly calibrate
the output voltage-measured magnetic field relationship. A
small coil located under the detection coil �e.g., the “source”
in Fig. 20� can easily be used for calibration purposes. Other
possible calibration sources include a large coil or straight
wire.46 A meander path of two small diameter wires next to
each other with current flows in opposite directions can be
used to determine spatial resolution in magnetic microscopes
�Sec. IX C�.

When comparing magnetometers and gradiometers, the
typical basis for comparison is to assume that the source is
relatively close to the signal coil�s� and the effect of the
compensation coils can be neglected. Unless otherwise
specified, this assumption will be used for all comparisons in
this article.

2. Other design considerations
The design of the detection coil is dependent on the sen-

sitivity and the spatial resolution required to measure the
object�s� of interest. Coil optimization is not just that coil
gives the maximum magnetic field sensitivity. Use of field
sensitivity is a good metric if the object is in the far field
approximation �zsource�rcoil�. Geophysical measurements
�e.g., magnetotellurics, Sec. VIII A� are an example where
field sensitivity is the determining measurement parameter.

The input impedance of the SQUID sensor will also af-
fect coil design. As mentioned earlier, optimum sensitivity
�for a magnetometer� occurs when Lcoil=Linput. A small in-
ductance �e.g., 0.2 �H� SQUID may be the proper choice for
millimeter diameter detection coils, whereas a 2 �H SQUID
is better suited for a larger �e.g., centimeter diameter� coil
where femtotesla sensitivity is desired.

If spatial resolution is important �e.g., in paleomag-
netism, Sec. VIII C; nondestructive testing, Sec. IX; or bio-
magnetism Sec. X�, then the object must be in close proxim-
ity to the detection coil�s�. Near field analysis should be
performed to determine the optimum coil design. Optimiza-
tion for magnetic dipoles is discussed in Sec. IX B; optimi-
zation for current dipoles is discussed in Sec. X B. It should
be noted that if the source is much closer to the signal coil
than a coil diameter �zsource�rcoil�, increasing the coil diam-
eter may not increase the detected signal.

In addition to determining the optimum coil diameter
and sensitivity, environmental noise considerations �Sec. VI�
may require the use of gradiometers. Normally, gradiometers
suffer from a loss in sensitivity due to the added inductance
of the compensation coil �Fig. 20�. It should be noted that,
for small diameter coils where the inductance of the coil is
significantly less than that of the SQUID sensor, a gradiom-
eter may have nearly the same sensitivity as a magnetometer.
This may be of interest in situations where ultimate sensitiv-
ity is less important than noise rejection. Figure 21 shows the
relative sensitivities for a magnetometer along with first and
second order symmetric gradiometers where the number of
turns �at a given diameter� is optimized to match the total
coil inductance to that of the SQUID sensor �Eq. �5��.

FIG. 22. �Color online� HTS patterned tape on flexible substrate �upper�.
HTS tape bent into axial gradiometer configuration. The flux is transported
and inductively coupled to a 90° oriented HTS SQUID magnetometer
�lower�.

FIG. 21. �Color online� Sensitivity/�Hz vs coil diameter for different detec-
tion coil designs. LSQUID=2 �H, �noise=5 �o / �Hz; base line=5�coil di-
ameter; lead length �from SQUID sensor to detection coil� =300 mm.
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As can be seen, a larger diameter yields greater sensitiv-
ity �unless zsource�rcoil�. However, larger diameter coils will
have poorer spatial resolution. An asymmetric first order gra-
diometer �similar to Fig. 19�e�� would lie between the mag-
netometer and the �symmetric� first order gradiometer.

3. HTS gradiometers
Because of the inability to make flexible wire or make

superconducting joints in HTS materials, present day HTS
magnetometers are fabricated as planar devices and are avail-
able as pure magnetometers �Fig. 19�a�� and planar gradiom-
eters �Fig. 19�c��. It is possible to use a thick film patterned
�as a planar gradiometer� HTS tape and bend it �Fig. 22� to
form an axial gradiometer.47 It should be noted that there will
be substantial gradiometer imbalance �Eq. �8��.

G. Electronic and software noise cancellation

Portions of �additional� magnetometer reference channel
response�s� can be summed electronically with the gradiom-
eters’ input to balance out its effective magnetometer re-
sponse. The simplest scheme is to use a second Bz magneto-
meter coil and subtract its output, V�Bz�, from the output of

the gradiometer, Vt. The actual output is attenuated �by a
factor b� as to exactly cancel the imbalance �� of the gra-
diometer. By adjusting b V�Bz� to equal  ·H, the net result
goes to G. Since there can be imbalance in the x and y
components, a three-axis set of coils �Fig. 23� allows com-
pensation of the Bx, By, and Bz components.

In addition to field noise, gradient fields generated by
distant sources can be large enough to mask the signals being
measured. Additional improvement can be achieved by the
addition of a second gradiometer compensation channel.
Thus the system output �using the notation of Eq. �7�� can be
described as

Vout 
 G +  · H + b1V�Bx� + b2V�By� + b3V�Bz�

+ g4V�Gz� , �8�

where b1 is the weighting for the Bx component, b2 is the
weighting for the By component, b3 is the weighting for the
Bz component, and g4 is the weighting for the gradient ref-
erence component Gz �dBz /dz�.

As an example, the use of three reference magnetome-
ters �Bx, By, and Bz� gave an attenuation of externally gener-
ated noise of 12 dB for an axial gradiometer �Fig. 23�.48 The
addition of an external gradient reference channel improved
noise rejection to better than 40 dB. The gradient channel
should be located sufficiently far from the sources being
measured so as not to detect significant signals, but close
enough so that it essentially sees the same gradient noise.
Moving the reference gradiometer 1 m away from the signal
coil reduced noise rejection by a factor of 4 �12 dB�.

Even simple subtraction algorithms can give improve-
ments in removing common mode noise. Figure 24 shows
the result of a simple subtraction algorithm �Bnet=Bgrad

−Bref65��. Improvement in signal-to-noise ratio is inversely
related to the degree of balance of gradiometer detection
coils. A well-balanced gradiometer detection coil will show
less improvement than a poorly balanced one. Efforts in im-
proving intrinsic gradiometer balance can have significant
benefits in reducing the need for electronic noise cancella-
tion. Since the detection coil is not perfectly balanced, ide-
ally, one should subtract all field and gradient components
�expanding Eq. �8��. To do this would require eight “noise”
channels, e.g., Bx, By, Bz, dBx /dx, dBy /dy, dBx /dy, dBx /dz,
and dBy /dz. From these components, all nine elements of the
gradient tensor can be created and used to compensate for
any imbalance of the detection coil�s�. The use of eight-
element vector/tensor arrays as reference channels can fur-
ther improve external noise rejection, with rejection values

FIG. 23. �Color online� First order gradiometer with three noise cancellation
channels.

FIG. 24. �Color online� �a� Left ordi-
nate: first order gradiometer �dBz /dz�
low frequency drift; right ordinate:
reference �Bz� magnetometer. �b� Left
ordinate: gradiometer �heavier line�
and reference magnetometer �lighter
line� attenuated by 65� �dc shifted by
135 pT�; right ordinate: difference be-
tween gradiometer and attenuated ref-
erence magnetometer.
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exceeding 60 dB.45 A major advantage of electronic balanc-
ing is the significant improvement in immunity to low fre-
quency environmental noise.

The simplest way to perform the noise cancellation is to
simultaneously take data from the detection coil�s� and the
noise channels. Then, in postprocessing, digitize the data and
determine the weighting factors for each noise channel to
minimize any common mode noise. One can also include
time derivatives of the field and gradient components or
frequency-domain components49 into the cancellation algo-
rithm to minimize effects of eddy current noise. If here is
sufficient processing power, it may be possible to do real-
time processing of the noise contribution by way of injection
of the cancellation signals via external feedback �Sec. IV B�.

While electronic noise reduction may be necessary, ini-
tial attention should be paid to gradiometer balance. Im-
provement in signal-to-noise ratio is inversely related to the
degree of balance of a gradiometer detection coils. A well-
balanced gradiometer detection coil will have less benefit
from electronic noise reduction than a poorly balanced one.

Efforts in improving intrinsic gradiometer balance can have
significant benefits in reducing the need for electronic noise
reduction.

V. REFRIGERATION

The major advantage of high temperature superconduc-
tivity is the simplified cryogenics and reduced spacing be-
tween cryogenic regions and room temperature. The thermal
load �due to conduction and blackbody radiation� is less and
the heat capacity of what needs to be cooled is larger �im-
plying smaller temperature variations for a given heat load�.
Since the latent heat/unit volume of liquid nitrogen is �60
times larger than liquid helium, hold times become months
rather than days for an equivalently sized Dewar.

A. Dewars

The superconducting nature of SQUIDs requires them to
operate well below their superconducting transition tempera-
ture �9.3 K for niobium and 93 K for YBa2Cu3O7−��. Ideally,
the cryogenic environment should provide stable cooling
�millikelvin or microkelvin depending on d� /dT of the sen-
sor, Sec. III C 2�, have no time varying magnetic signature,
be reasonably compact and reliable, and, if mechanical in
nature, introduce neither a mechanical vibration nor a mag-
netic signature into the detection system. The thermal envi-
ronment for the SQUID sensor and detection coil has typi-
cally been liquid helium or liquid nitrogen contained in a
vacuum insulated vessel known as a Dewar �Fig. 25�. The
cryogen hold time depends on the boiloff rate �a heat load of
30 mW boils off �1 liter of liquid helium/day� and the inner
vessel volume.

The space between the inner and outer walls is evacu-
ated to prevent thermal conduction between the room tem-
perature and the cryogen chambers. Within the vacuum
space, a thermal shield �anchored to the neck tube� acts to
reduce heat transfer by thermal �blackbody� radiation. The
thermal shield can be either vapor cooled �Fig. 25�—using
the enthalpy of the evaporating helium or nitrogen gas—or
thermally connected to a liquid nitrogen reservoir. The
evaporating gas can also be used to cool electrical connec-
tions to the SQUID sensors if the probe is immersed in the

FIG. 25. Typical design of a fiber glass Dewar used for biomagnetic mea-
surements �superinsulation not shown�.

FIG. 26. �Color online� Different
methods of achieving close Dewar tail
spacing. Thermal shielding is omitted
for clarity.
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liquid cryogen �Fig. 26�a��. Dewars with removable sections
�e.g., tails� use liquid nitrogen cooled shields. Having a
shield at 77 K effectively reduces the blackbody radiation by
a factor of �300/77�4�230 �Eq. �9��. Multiple layers of
highly reflective aluminized Mylar® �often referred to as su-
perinsulation� are placed between the inner and outer walls
and the thermal shields to further reduce the blackbody
radiation.

If the experiment involves measurements interior to the
Dewar �Figs. 33�a� and 33�c�–33�e��, then a metallic Dewar
is preferable. Metallic Dewars offer significant shielding
from environmental noise at frequencies above 10–100 Hz.
If the system is to measure magnetic fields exterior to the
Dewar, the Dewar must be magnetically transparent, and me-
tallic construction is not appropriate. Dewars for external
field measurements �Fig. 25� are normally constructed of
nonmetallic, low susceptibility materials to minimize their
magnetic interactions with the SQUID sensors and detection
coils. Materials used are typically glass-fiber epoxy compos-
ites such as G-10. To get the detection coil�s� as close as
possible to the object being measured, a “tailed” design is
often used. This decreases the forces on the bottom of the
Dewar and allows the use of thinner end pieces �closer tail
spacing�. Dewars for biomagnetic measurements often have
curved tails to get closer to the head, chest, or abdomen.

1. Fabrication
Most Dewars are built from glass/epoxy composite tubes

and plates. Typically, a G-10 glass composite �similar to the
material used in computer circuit boards� is used. It should
be noted that properly made Dewars can last well over a
decade while undergoing multiple thermal cycles. If using a
mechanical or diffusion pump when pumping out the
vacuum space in the Dewar walls �Fig. 25�, be sure that the
pumping line has a liquid nitrogen trap to avoid backstream-
ing the oil into the Dewar. Oil can significantly degrade the
ability of superinsulation to reduce blackbody radiation �Sec.
V A 1 a�.

Because the vacuum space between the Dewar walls is
evacuated, convection is not a significant heat load. There
are three main sources of heat flux into a Dewar �besides the
thermal conduction due to the SQUID lead cabling�: black-
body radiation impinging on the inner portion of the Dewar
vessel containing the liquid cryogen, thermal conduction
down the neck tube, and 300 K blackbody radiation down
the neck tube.

a. Blackbody radiation. Blackbody radiation �Q̇blackbody�
is normally the dominant heat load on a Dewar. Since the net
load goes as the fourth power of the temperature �Eq. �9��,
having a radiation shield at an intermediate temperature re-
duces the blackbody radiation by more than an order of mag-
nitude,

Q̇blackbody = ��A�TH
4 − TL

4� , �9�

where � is the emissivity of the radiating surface, � is the
Stefan-Boltzman constant �5.67�10−8 W/m2 K4�, TH is the
hotter temperature, and TL is the colder temperature. The use
of multilayer superinsulation �MLI� can give significant re-
ductions in blackbody radiation by providing tens to hun-

dreds of additional highly reflective, low emissivity surfaces
between the hotter and colder surfaces. If superinsulation is
used, Eq. �9� becomes50

Q̇MLI =
�A�TH

4 − TL
4�

2�1/� + 1/�MLI − 1� + �N − 1��2 − �MLI�/�MLI
,

�10�

where �MLI is the emissivity of the superinsulation and N is
the number of superinsulation layers. In the limit where

�MLI��, Eq. �10� becomes Q̇MLI=�MLI�A�TH
4 −TL

4� / �N�2
−�MLI��. Care must be taken during fabrication to avoid con-
tamination of the reflecting surfaces. Thumbprints or oil con-
tamination can raise the emissivity of aluminized Mylar®
superinsulation from �MLI=0.03 to near that of oxidized cop-
per ���0.6�.

b. Thermal conduction down the neck tube and magne-
tometer probe. Because most cryogenic inserts are loaded
from the top of the cryostat, a sufficiently large neck tube is
needed, not only to allow passage of the insert, but to support
the weight of the inner vessel and liquid cryogen. The larger
the neck diameter, the greater the thermal load �Eq. �11��

Q̇conduction = 
TL

TH

�
A

�
dT , �11�

where ��T� is the thermal conductivity, A is the cross-
sectional area, and � is the length of the conductor

Since Q̇conduction is a function of the thermal conductivity
of the neck tube, it is advisable to use low conductivity ma-
terials such as G-10 rather than stainless steels. Thermal con-
duction down the neck tube can be reduced by using the
enthalpy of the cold evaporating gas to cool the neck wall.
This contribution can be essentially reduced a factor of 5–6
by proper design. As a rule of thumb, a G-10 neck tube has
a roughly linear thermal profile from cold to hot. Addition-
ally, a vapor-cooled neck tube gives the designer a place to
attach a blackbody radiation shield. Because there is no su-
perinsulation down the neck tube, blackbody radiation from
room temperature down the neck �Fig. 25� can be a signifi-
cant thermal load. Most of this load can be absorbed by
placing two to four vapor-cooled horizontal baffles 4–5 cm
�vertically� apart.51 For a liquid helium Dewar, the baffles
should be positioned about where the 77 K region would be
approximately one-third to one-quarter of the way up the
neck tube. Any holes �e.g., for wiring, etc.� in the baffle�s�
should be plugged or taped over.

The thermal head load of any cabling �e.g., SQUID
leads, magnet current leads, level detector leads, etc.� leading
into the cryostat must also be taken into account. Vapor cool-
ing of the cabling can significantly decrease its thermal load.

One problem with plastic neck tubes is that—while
warm—helium gas can diffuse through them and into the
vacuum space. A very thin layer of aluminum or other me-
tallic foil can be placed in the neck tube to act as a diffusion
barrier; this permits thinner neck tubes. If the Dewar exhibits
excessive boiloff after a period of time, it may be worthwhile
to warm it up and check the vacuum. If the pressure is above
50–100 mTorr, pumping out the vacuum space is recom-
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mended. Using a mass spectrometer leak detector can help
determine if the pressure is due to a small helium �or nitro-
gen� leak or outgassing.

The use of polystyrene or polyurethane foam plugs in-
stead of baffles is not recommended. While the initial boiloff
is low, as soon as the foam is saturated by the evaporating
cryogen, the thermal conductivity of the plug becomes
greater than the vapor alone and the overall thermal load on
the Dewar increases. A set of gold plated copper baffles with-
out foam baffles may give the best results.

2. Tail spacing „gap…
In situations where external properties �such as magnetic

fields of nearby objects, e.g., non-destructive evaluation
�NDE� or biomagnetism� are to be measured, the smallest
possible distance between detection coil�s� and room tem-
perature is desirable. This distance �sometimes referred to as
the tail gap� is primarily dependent on the diameter of the
Dewar tail. The inner and outer tailpieces must be thick
enough such that they do not deform �bow in or out� due to
differential atmospheric pressure. For example, on a 25 cm
diameter disk, a 1 atm differential is equivalent to a force of
� 1

2 ton! The thickness of the tailpieces is determined by the
amount of deflection �bend� that is acceptable. Typically, for
a flat plate, bends of more than a tenth of a millimeter are to
be avoided. The thicker the plate, the smaller the deflection.
For large inside diameter �i.d.� Dewars, thicknesses become
quite large.

Since most Dewar materials shrink as they get cold, the
distance between the inner and outer tail sections �tail gap�
will increase. For G-10, the thermal contraction from
300 to 4.2 K is �0.3%. Thus a 1 m high flat bottom Dewar
�Fig. 26�a�� whose inner and outer tails are nearly touching
�when warm� would have an additional 3 mm separation
when the inner vessel is at liquid helium temperature. There
are a number of different mechanisms to decrease the
spacing.

a. Adjustable gap mechanisms. By placing a bellows �or
similar vacuum tight mechanism� in the outer tail section
�Fig. 26�b��, it is possible to reduce the coil-to-sample spac-
ing �and eliminate the thermal contraction�. The minimum
achievable distance is dependent on the coil diameter and
number of channels. Gaps �this includes the thicknesses of
the inner and outer tail pieces� as small as 2 mm �Fig. 45�
have been achieved for liquid helium Dewars with 3 mm
detection coils. Gaps of �100 �m have been achieved for
liquid nitrogen Dewars using coil-in-vacuum construction.53

Care must be taken to increase the “gap” prior to warming up
the Dewar, or the inner tail may push against the outer tail
and damage or destroy the Dewar.

b. Coils in vacuum. Rather than placing the detection
coil�s� in liquid, coil-in-vacuum technology connects the de-
tection coil�s� to the cryogen bath by a thermal link �Fig.
26�c��. This eliminates the need for an inner tail section and
reduces the minimum distance between the detection coil�s�
and room temperature. Typically, the thermal link is con-
structed from a high thermal conductivity material such as
copper or sapphire. By thermally anchoring the SQUID sen-
sor�s� to the Dewar belly, the detection coil�s� need only be

kept below their superconducting transition temperature
�9.3 K in the case of NbTi�. This reduces the amount of MLI
�Sec. V A 1 a� and allows even closer spacing. Like liquid
immersion Dewars, coil-in-vacuum cryostats can also benefit
from adjustable tail mechanism. An alternate method, rather
that adjusting the external tail section, is to have an adjust-
able mechanism at the thermal link53 that allows the coils to
be moved up and down. Both gear and lever mechanisms54

can allow adjustments at the tens of micrometer level.
Since the probe does not need to be inserted down the

neck tube, coil-in-vacuum Dewars can have significantly
smaller neck tubes �Fig. 26�c��. This reduces the heat load
and allows longer hold times. The disadvantages include sig-
nificantly more complex construction, ensuring that all
SQUID leads are thermally anchored �rather than cooled by
the cryogen vapor as in liquid immersion Dewars�, and that
the SQUID sensors and detection coils are part of the Dewar
and cannot be removed without disassembly of the Dewar.

B. Closed cycle refrigeration

As an alternative to the use of liquid cryogens, closed
cycle refrigeration55 is desirable for several reasons. These
include reduction of operating costs, use in remote locations,
operation in nonvertical orientations, avoiding interruptions
in cryogen deliveries, safety, and the convenience of not hav-
ing to transfer every few days. Parameters governing suit-
ability include physical size, absence of periodic replacement
of cryogenic fluid, and most importantly vibration and mag-
netic signature. There are two main obstacles to using closed
cycle refrigeration with SQUIDs. The first is the mechanical
movement that �ultimately� causes the detection coils to
move in the Earth’s magnetic field. The second is the mag-
netic signature due to the moving parts of the cryocooler’s
cold head and compressor. Moving the compressor far away
will reduce its relative signature. By moving the valving
from the top of the cryocooler �i.e., a split head� even a meter
away will reduce its signature. The remaining contributions
to magnetic signature and vibration are the movement �for a
GM cycle� of the heat exchanger and the stretching of the
tubes generated by gas compression and expansion.56 While
cryocoolers56 can have large cooling capacities, unless hun-
dreds of channels are involved, only milliwatts of cooling
capacity are needed to maintain SQUID sensors at their op-
erating temperatures.

The first practical cryocooled SQUID system was the
BTi CryoSQUID �Fig. 27�. Based on a two stage Gifford-
McMahon �GM� refrigerator, the use of a Joule-Thompson
�JT� stage allowed 4 K operation with reduced vibration. An
electronic comb filter was required to filter the �1 Hz com-
pressor vibration from the output of the dc SQUID electron-
ics to achieve system performance of 20 fT/ �Hz. However,
the acoustic �audible� noise from the compressor prevented
its use in auditory evoked brain measurements.

Although multichannel cryocooled systems57 have been
built, the vibration and magnetic signature of closed cycle
refrigerators kept them from widespread use. If GM refrig-
erators are to be used, it may be necessary to electronically
subtract �Sec. IV G� out the synchronous noise �from the
compressor and valve head� in order to get usable data. The
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development of pulse tube refrigerators58 offers promise for
magnetometer operation with significantly reduced vibration
�a factor of 10 better than a standard GM cycle cryocooler�.
Two stage pulse tube refrigerators have demonstrated 1 W
cooling power at 4.2 K with a minimum achievable tempera-
ture of 2.5 K. Single stage pulse tube refrigerators have dem-
onstrated 12 W cooling power at 77 K with a minimum
achievable temperature of 40 K.

When considering the use of a closed cycle refrigeration
system, both thermodynamic and operational parameters
must be taken into consideration. The first consideration is
usually the required operating temperature, followed by the
available refrigeration capacity.

System performance is also determined by the total mass
to be cooled, the total volume, and the cool down time. For
systems that are used to cool sensors, mechanical vibration,
electromagnetic emission, and magnetic signature must be
taken into account. For split systems �where the compressor
head is remote from the top of the Dewar�, one must be
concerned about flexible versus inflexible leads and the ther-
mal influence of warm and cold leads to the cryogenic
region.

Other considerations include reliability and operating
life �mean time before failure and mean time before mainte-
nance�, cost, need for an external �water or air� cooling sys-
tem for the compressor, tolerance to vibration and accelera-
tion, and specefic orientation of the cryocooler.

VI. ENVIRONMENTAL NOISE

The greatest obstacle to SQUID measurements are exter-
nal noise sources �Fig. 28�. If the object being measured is
within the cryostat �such as is typical in most laboratory
experiments�, metallic shielding can minimize external noise
�e.g., act as a low pass eddy current shield�. The use of
gradiometer detection coils �Sec. IV F� can significantly at-
tenuate the effect of distant noise sources. Superconducting
shields essentially eliminate all external field variations, as-
suming that all electrical inputs to the experimental region
have been appropriately filtered. Interference at power line or
microprocessor clock frequencies can severely degrade per-
formance. Unfortunately, if external objects are to be mea-
sured, superconducting shields are not appropriate.

When measuring external fields, the SQUID magneto-
meter must operate in an environment—the magnetic field of
the Earth—that can be ten orders of magnitude greater than
its sensitivity �Fig. 28�. The magnetic field at the surface of
the Earth is generated by a number of sources. There exists a
background field of �50 �T with a daily variation of
±0.1 �T. In addition, there is a contribution �below 1 Hz�
from the interaction of the solar wind with the magneto-
sphere. The remaining contributions to external magnetic
fields are primarily manmade. These can be caused by struc-
tural steel and other localized magnetic materials such as
furniture and instruments that distort the Earth’s field and
result in field gradients, moving vehicles that generate tran-
sient fields, electric motors, elevators, radio, television, and
microwave transmitters, and the ever present power line
electromagnetic field and its harmonics.

A. Gradiometers for noise reduction

If the purpose of the measurement is to detect the mag-
netic field of a relatively close object, the detection coil�s�
can be configured as a gradiometer �Sec. IV F� whose base

FIG. 27. CryoSQUID components �Ref. 53�.

FIG. 28. rms field noise spectra in various environments as a function of
frequency �after Ref. 59�.
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line is larger than the distance from the coil�s� to the object.
This can allow rejection of external noise by more than
120 dB with less than a decibel loss of signal. It is standard
practice to configure SQUID measurement systems for bio-
medical and nondestructive evaluation measurements as
gradiometers.

B. Magnetic shielding

Attenuation of external magnetic fields can be accom-
plished by induced current shielding or flux shunting. Fara-
day’s law ���E=−�B /�t� states that an electric field is in-
duced in a material when it is exposed to a time dependent
magnetic field. If the material is conducting �����, the elec-
tric field induces a current that generates a magnetic flux to
oppose the externally applied field. This effect, which is fre-
quency dependent, can be used to create an eddy current
shield to attenuate electromagnetic interference. The behav-
iors of the magnetic field and magnetic flux density are gov-
erned by Ampere’s law that requires that Htangential be con-
tinuous and by Gauss’ law that requires that Bnormal also be
continuous at the interface between materials of differing
magnetic permeability. The effect for materials with high
magnetic permeabilities ���1� is that magnetic flux is
“pulled” towards a shielding material, “shunted” within the
material, and then “released” back into the air �or vacuum�,
on the external surface of the shielding material.60 Flux
shunting is effective even at dc. The amount of flux shunting
is dependent on �. The Meissner effect �Sec. I C� can also be
used to make superconducting shields that shield external
fields independent of frequency. These effects can be used
individually or in combination to significantly reduce the ef-
fects of environmental noise.

1. Induced current shielding
One method to attenuate external noise sources is with

an eddy current shield that generates fields that act to cancel
the externally applied fields within the conducting material.
The shielding effect is determined by the skin depth �, the
distance where the field is attenuated by a factor 1 /e. For a
sinusoidal varying wave,

� = ��/��0f , �12�

where f is the frequency of the applied field, � is the electri-
cal resistivity, and �0 is the magnetic permeability of free
space. In situations where the wall thickness t��, external
fields are attenuated by


Hinternal

Hexternal
�2

=
1

1 + �2�fL/R�2 , �13�

where L is the inductance of the enclosure �assumed in this
case to be an open-ended cylinder� and R is the resistance
along the path of current flow. Unfortunately, induced cur-
rents in the shield generate noise. For an open-ended right
circular cylindrical shape at a temperature T, the field noise
internal to the can is given �within a factor of 2� by

Brms =� 32�kBTt

�d� � 1012 , �14�

where � is the length and d the diameter of the can in mks
units. The cutoff frequency is given by f−3 dB�� /4�td
�105 �again in mks units�. Because of noise considerations,
eddy current shields that are to be placed near the detection
coils should be made from relatively poor conductors such as
BeCu. Typical cutoff frequencies using these techniques
range from tens of hertz to tens of kilohertz.

Another approach is to use eddy current shielding to
shield the entire measurement system. An eddy current room
�2.4�2.5�3.6 m3� was constructed with 2 cm thick high
purity aluminum walls. It achieved shielding �40 dB at
60 Hz with improved performance at higher frequencies, and
an equivalent field noise was less than 200 fT/ �Hz at fre-
quencies above 1 Hz.61

In the situation where t��, the attenuation becomes
�r /��et/�. If pure eddy current shielding is used, this would
require extremely thick walls.

2. Flux shunting
The need for shielding at lower frequencies down to dc

has led to the use of high permeability materials for shunting
magnetic fields external to the experimental region. For a
ferromagnetic material, the permeability of the material ��
=�0�1+��� replaces �0 �the permittivity of free space=4�
�10−7 H/m� in Eq. �12�. The shielding is due to the fact that
flux prefers the path with the highest permeability. Since
magnetically “soft” materials �e.g., mu-metal� can have per-
meabilities that exceed 104, the external magnetic flux is
shunted through the mu-metal walls, reducing the magnetic
flux intensity �H� inside the shield.

For biomagnetic measurements �Sec. X�, it may be nec-
essary to enclose not only the sensing device, but also the
subject in a magnetically shielded room �MSR� with large
interior dimensions �e.g., 4�3�2 m3�. The first MSR used
for SQUID measurements was built at the MIT Magnet
Laboratory63 and had an octagonal shape. This room was
used for the first magnetocardiogram63 �Sec. X D� and
magnetoencephalogram64 �Sec. X C� recordings. The use of
multiple shields can act to further shield the interior of a
MSR �Fig. 30�. For the eight layer Berlin MSR,65 shielding
factors exceeded 100 dB at frequencies above 0.01 Hz.
Active shielding �Sec. VI B 4� improved that to �130 dB.
All commercial MSRs combine multiple mu-metal for low
frequency and aluminum walls for high frequency shielding
�Fig. 29�. Reference 66 gives a good overview of MSR
design.

The ideal shield would be a superconducting shield be-
cause of its ability to provide complete shielding down to dc.
However, a completely enclosed �e.g., six sided� supercon-
ducting MSR is unrealistic. The use of HTS superconductors
such as Bi2Sr2Ca2Cu2O10 has allowed the construction of
cylindrical shields32 with low frequency attenuation that ap-
proaches that of the Berlin six layer MSR �Fig. 30�.
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3. Shielding factors
The attenuation of the transverse magnetic field at dc

�ignoring end effects� for a single layer closed cylindrical
shield where ��1 is given67 by A��t /d, where t is the
wall thickness and d is the outer diameter of the shield.
The use of multiple layer shields with gaps between the
shields can further improve shielding �and provide low field
environments. For a two layer shield, A�Ainner+Aouter

+AinnerAouter �1− �dinner /douter�2�. For particularly noisy back-
grounds or experiments where subpicotesla environments are
needed, three or four layer shields may be necessary.

In many situations, it is not possible to completely
enclose the detection coils. An open-ended tube of high per-
meability or superconducting material can still provide
significant attenuation of external fields. Table II gives the
attenuation for both axial and transverse fields for
semi-infinite tubes ��=� for normal metals; �=−1/4� for
superconductors�.

If the shield has a finite length �h� and the measurement
point is at the midpoint of the tube �h /2�, the shielding factor
would be half that of a single semi-infinite tube. For
example, taking the dimensions of the cylindrical shield
described in Ref. 32 �d=65 cm and z �half the length of
the tube� =80 cm� gives a theoretical attenuation of
Haxial /Hexternal=

1
2e−7.664*80/65=−88 dB. This can be compared

to the measured values of 77 dB �open circles in Fig. 30�.
For positions above �or below the halfway point�, the

attenuation can be modeled as the “sum” of two semi-infinite
tubes, one at depth z and the other at z+h /2. It can be seen
that the axial shielding factor of a superconducting tube is
superior to that of a mu-metal tube, whereas the transverse
shielding factor of a mu-metal tube is greater than the trans-
verse shielding factor of a superconducting tube. This im-
plies that a combination of superconducting and mu-metal
shields may serve to better screen both transverse and axial
noise field components than either shield alone.

4. Active shielding
MSR shielding factors up to 120 dB �106� or higher can

be achieved by the use of active shielding.69 In this situation,
external coils surround the exterior of the MSR. A low noise

magnetometer �SQUID or flux gate� is mounted at the inte-
rior of the MSR. Its output is used �in a negative feedback
mode� to generate a current that is fed into the external coils
to cancel the low frequency noise �drift� detected by the
magnetometer. By using coils �and detectors� in all three
dimensions, 30–40+ dB of additional noise reduction can be
achieved at low frequencies.

The use of external field coils can allow significant re-
duction in external noise even without a MSR. Nearly 70 dB
attenuation at 60 Hz can be achieved by using a reference
magnetometer and appropriate negative feedback electronics
to drive a large �2.4 m� set of Helmholtz coils. It is important
to use a reference sensor with the same characteristics as the
detection coil�s�. If the reference sensor has a significantly
higher noise level, it will not be possible to achieve sensor
noise limited sensitivities.

C. Electrical noise

SQUID magnetometers and gradiometers are highly sen-
sitive to external magnetic noise and radio frequency inter-
ference �rfi�. Changes in power line and rfi intensities can
cause the optimum tuning parameters to change. By moni-
toring the triangle height �Fig. 12� of the SQUID electronics
in the tune mode, it may be possible to observe the effect of
external noise sources. If working with a SQUID specifically
designed to measure external fields, it is advisable to perform
initial tests in a magnetically shielded environment. If you do
not have access to a shielded room, measurements made after
midnight or on the weekend can be compared to measure-
ments during the day to see if there are environmental ef-
fects. In particularly bad environments, if rfi is of concern,
wrapping the Dewar in aluminum foil may improve the situ-
ation. This acts as an eddy current shield. While it may re-
duce the system’s bandwidth �depending on the amount of
aluminum foil used� and perhaps increase the system’s white
noise, it can be very effective in attenuating rfi.

During the initial testing, be sure that the system is on a
sturdy platform. A flimsy table may cause motion-induced
noise. Also, be sure that the platform �or whatever mounting
is being used� is free of any ferromagnetic contaminants.
Avoid using conductive metal tables as they can couple in

FIG. 30. �Color online� Shielding factors for various shielded rooms. The
trailing number refers to the number of mu-metal layers. The dashed line is
the shielding factor for an aluminum eddy current room �Ref. 62�.

FIG. 29. Commercial magnetically shielded room showing first layer of
mu-metal shielding and rigid aluminum frame.
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gradient noise. XY stages can induce both magnetic noise
�from the materials used to build the stage, especially if in
motion� and electrical noise �from linear motors or piezo-
electric drives used to move the stage�. Superconducting
motors70 have been used to fabricate magnetically quiet XY
stages.

The instrumentation being used can be a source of noise.
Another source of rfi is microprocessor clock frequencies.
The leads going from the SQUID sensor�s� to the electronics
have to be electrically isolated from any other circuitry. Op-
toisolation �fiber-optic coupling� can isolate the microproces-
sor from the experiment. One test to see if there are potential
noise problems is to run a hair dryer near the measurement
circuit. The carbon brushes will generate large amounts of rfi
noise and can help to diagnose potential problems during
construction.

Common grounds are to be avoided like the plague—the
introduction of power line frequencies can overwhelm al-
most any measurement. The leads should be twisted �nonin-
ductively wound� pairs. If rfi pickup is of concern, the leads
should be shielded in metal tubing or metallic braid shield-
ing. PbSn tubing between the detection coil and SQUID sen-
sor is preferred because it acts as a superconducting shield
below 6 K. If using PbSn tubing, be sure that the leads can-
not move inside the tubing. Well-twisted leads that are prop-
erly anchored are better than leads that may move around
inside of a superconducting shield tube. Measurements made
after midnight or on the weekend can be compared to mea-
surements during the day to see if there are environmental
effects.

VII. LABORATORY APPLICATIONS

SQUIDs offer the ability to measure at sensitivities un-
achievable by other magnetic sensing methodologies.1 How-
ever, their sensitivity requires proper attention to cryogenics
and environmental noise. SQUIDs should only be used when
no other sensor is adequate for the task.71 This applies not
just to laboratory applications, but to every potential use of

SQUID sensors. A large number of applications configure the
SQUID as a magnetometer. Sections VIII–X discuss a num-
ber of specific uses.

There are many exotic uses for SQUID sensors �Fig. 31�.
Figure 32 shows how a toroidally wound coil can be used to
detect charged particles �in this case antiprotons� in a particle
accelerator.72 Planar gradiometers �Fig. 19�c�� have been
successfully used as a detection coil to monitor cyclotron
beam currents.73

SQUIDs can also be configured to measure a wide vari-
ety of electromagnetic properties �Fig. 33�. As mentioned in
Sec. II A, there is no method for making true superconduct-
ing connections to SQUIDs with HTS wire. As a result, com-
mercially available HTS devices are currently in the form of
magnetic sensing �Fig. 33�b�� rather than current sensing de-
vices �Figs. 33�a�–33�c��. Table II shows typical capabilities
of SQUID-based instruments. The number in the parentheses
refers to the corresponding figure. Additional information on
laboratory applications of SQUID systems can be found in
Refs. 36 and 74–76.

If there is no fundamental reason that requires dc mea-
surements, ac measurements may provide higher signal-to-
noise ratio. Increasing the effective measurement frequency
and using a lock-in amplifier to reject out-of-band noise can
significantly improve signal-to-noise ratio. This can be help-
ful in situations where 1/ f noise or external noise sources
�Fig. 28� are significant.

A. dc measurements

One common use of a SQUID is as an ammeter. Mea-
surements down to dc can be made by directly coupling the
current into the input circuit of the SQUID sensor in the case
of LTS SQUIDS and inductively coupling �via superconduct-
ing transformers� into HTS SQUID sensors. When coupling
into a circuit that is at room temperature,77 significant low
pass filtering of the input current must be done to prevent rfi
interference. A toroidal geometry for the input coil has the
advantage of extremely good coupling to the source while
having excellent immunity to external sources. Such a con-
figuration has been used to construct an antiproton beam
current meter.72

There are also a number of applications where the input
circuits can be resistive. One example is the detection of
extremely small voltage or resistance. Figure 33�c� shows the
schematic of a SQUID picovolt measuring system. When a
voltage Vinput is applied across the input terminals, a current
is generated in the SQUID input coil. In this situation, the
feedback current �IFB� that would normally be applied to the
SQUID loop via the feedback coil �see Fig. 13� is fed back

FIG. 31. �Color online� Field sensitivities and bandwidths typical of various
applications. The dashed lines indicate the sensitivity of commercially avail-
able SQUIDs �lower line LTS, Fig. 14�d�; upper line HTS, Fig. 14�e��.

FIG. 32. Beam current meter.
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via RFB through rstd until the voltage drop across rstd is equal
to Vinput and there is no net current through the SQUID. The
output voltage �Voutput� measures the voltage drop across RFB

and rstd with Vinput=Voutput�rstd / �RFB+rstd�.
The voltage gain of the system is determined by the ratio

of RFB/rstd. Typical values for RFB and rstd are 3 k� and
30 ��, respectively, giving a voltage gain of 108. The stan-
dard resistor rstd is typically at 4.2 K. The voltage source,
however, may be at a completely different temperature.

With the addition of an appropriate current source, it is
possible to measure resistance �Fig. 33�d��. Replacing Vinput

with a resistor �RX� and a highly stable constant current
source �ICCS� �Ref. 78� creates a voltage drop across the re-
sistor. The resistance is determined by RX=Voutput

�rstd / ��RFB+rstd�ICCS�.
The input noise ��10−14 V� of a SQUID picovoltmeter

is a function of the source resistance and temperature, the
voltage noise due to the standard resistor, and the inherent
current noise of the SQUID �IN�. The system noise �in
V/ �Hz, referred to the input� is given by

Vrms = �4kBTsourceRsource + 4kBTrstd
rstd + IN

2 Rsource
2 . �15�

Measurement of the Johnson noise in a resistor ��V2�
=4kBTR�f , where �f is the bandwidth of the measurement�
can be used to determine absolute temperature.13 Commer-
cially available LTS SQUIDs have equivalent device tem-
peratures 	1 �K and are suitable for noise thermometry.13

Resolutions of 10−11 � can be achieved for RX	10−2 �.
Other applications of picovoltmeters include measurements
of thermopower, thermal emfs �thermocouples�, and infrared
bolometers.

B. ac measurements

Directly connecting a current source to the input of a
SQUID sensor �Fig. 33�a�� can give current sensitivities at

the 10−12 A/ �Hz level. By using a step-up transformer,79 ac
sensitivities better than 10−15 A in a 1 Hz bandwidth can be
achieved.

The SQUID can also be used as the null detector in an ac
bridge circuit �Fig. 33�e�� to measure both resistive and re-
active components of a complex impedance. The unknown
impedance Z is excited by a current generated by an oscilla-
tor voltage that is attenuated by a precision ratio transformer
���. The difference between the voltage developed across the
unknown impedance Z and that developed in the secondary
of a nulling mutual inductor m is applied to the input of the
SQUID circuit. The primary current in m is proportional to
the oscillator voltage and defined by the setting of the ratio
transformer ���. An additional reactive current is supplied by
a second ratio transformer �� that causes the primary cur-
rent to be passed through a capacitor rather than a resistor,
thus generating a 90° phase shift in the voltage applied to m.
The amplified off-balance signal that appears at the output of
the SQUID control electronics can be displayed by means of
a lock-in amplifier tuned to the oscillator frequency. As men-
tioned earlier, the sensitivity is limited inherently by the
Johnson noise in the resistive components of the unknown
�including the potential connections� and by the device noise
of the SQUID sensor. Assuming IN�1 pA/ �Hz, such a sys-
tem is capable of measuring self- and mutual inductances
between 10−12 and 10−3 H with 1:106 part resolution.13,75

Figure 34�a� shows a typical experimental setup for the

TABLE II. Relative attenuation along the axis of ideal semi-infinite cylinder
�Ref. 68�. z is the distance measured from the open end of the can and d is
the diameter of the can.

Haxial Htransverse

Superconducting ��=−1/4�� tube e−7.664zld e−3.68zld

Mu-metal ��=�� tube e−4.81zld e−7.664zld

FIG. 33. �Color online� �a� ac and dc current, �b� magnetic field, �c� dc voltage, �d� dc resistance, �e� ac resistance/inductance bridge, and �f� ac mutual
inductance �susceptibility bridge�.
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measurement �Fig. 33�f�� of ac susceptibility. Such a con-
figuration can be used for thermometry by measuring the low
�millitesla� field magnetic susceptibility of paramagnetic
salts such as Ce2Mg3�NO3�12·24H2O—usually referred to as
CMN.76

It is important not to couple the excitation signal into the
detection circuit. The excitation and detection coil should not
have the same gradient order. Otherwise, the excitation sig-
nal will be applied to the detection coil. For example, using
a solenoidal excitation coil �gradient order=0� with a first
derivative detection coil �Figure 34�b�� minimizes the current
flowing through the detection coils. Likewise, a first order
gradient excitation coil will couple no current through a sec-
ond order detection coil �assuming they have a common cen-
ter�. Since gradiometer coils cannot be perfectly wound, the
use of external feedback �Sec. IV B� may be needed to fur-
ther reduce the contribution of the excitation coil into the
SQUID detection circuit.

C. Variable temperature SQUID magnetometer/
susceptometers

Instead of using a secondary ac excitation coil �Figs.
33�f� and 34�b��, a dc field can be used to magnetize
samples. Typically, the field is fixed and the sample is moved
into the detection coil’s region of sensitivity �Fig. 34�c��. The
change in detected magnetization is directly proportional to
the magnetic moment of the sample.

Commonly referred to as SQUID magnetometers, these
systems are properly called SQUID susceptometers. They
have a homogeneous superconducting magnet to create a
very uniform field over the entire sample measuring region
and the superconducting pickup loops. The magnet induces a
moment allowing a measurement of magnetic susceptibility.
The superconducting detection loop array is rigidly mounted
in the center of the magnet. This array is configured as a
gradient coil to reject external noise sources. The detection
coil geometry determines what mathematical algorithm is
used to calculate the net magnetization. Oppositely paired
Helmholtz coils80 �Fig. 35�, transverse detection coils, first
and second derivative gradiometers �Figs. 19�b�, 19�d�, and
34�c�� have all been successfully used.

Figure 35 shows input circuitry consisting of a supercon-
ducting circuit having two opposed Helmholtz detection
coils and the SQUID input coil connected in series. The cur-
rent that flows in response to a change in flux is given by
�I=�� /L, where �I is the current induced in the circuit by
the flux change ��, and L is the circuit’s inductance. This
is analogous to the response of conventional �resistive�
detection coils �such as those used in a vibrating sample
magnetometer�,

dI

dt
=

d�

dt

1

L
= −

V

L
, �16�

where V is the voltage induced across the coils. The impor-
tant difference is that for the superconducting case, the in-
duced current is independent of the rate of flux change. This
provides uniform response at all frequencies �i.e., true dc
response� and allows the sample to be moved arbitrarily
slowly without degrading performance. In this particular ex-
ample, the sample is moved between the two counterwound
detection coils. As the sample passes through a coil, it
changes the flux in that coil by an amount proportional to the
magnetic moment �M� of the sample. The peak-to-peak sig-
nal from a complete cycle is thus proportional to twice M.
The SQUID sensor �shielded inside a niobium can� is located
where the fringe fields generated by the magnet are less than
10 mT. The detection coil circuitry is typically constructed
using NbTi. This allows measurements in applied fields of
9 T while maintaining sensitivities of 10−8 emu. Thermal in-
sulation �not shown in Fig. 35� is placed between the detec-
tion coils and the sample tube to allow the sample tempera-
ture to be varied.

While persistent mode superconducting magnets are ex-
tremely stable, field drift at the 1 ppm/h level into a magne-

FIG. 34. Magnetic susceptibility measurement apparatus �liquid helium
Dewar not shown�: �a� ac susceptibility; �b� signal and excitation coil de-
tails; �c� second derivative oscillating magnetometer for dc measurements
with external dc field coils.

FIG. 35. �Color online� Variable temperature susceptometer �various elec-
trical leads omitted for clarity�. The trace on the right shows the response of
the detection coil�s� as a function of sample position height.
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tometer input coil can be at the nT/s level. Again, the use of
gradiometer detection coils can reduce this by two to three
orders of magnitude. The susceptometer shown in Fig. 35
had a NbTi shield surrounding the detection coil. When the
field was changed, the NbTi shield was heated above Tc, and
then cooled when the desired field strength was reached. The
NbTi shield trapped the field supplied by the superconduct-
ing magnet and gave the system much greater field stability
than if no shield was present. The disadvantage of this
method was the time needed to change fields �due to the
heating and cooling of the NbTi shield� and its inability to do
swept field measurements.

The most popular detection coil configuration is that of a
second order coil configuration.81 In this situation, the de-
tected output is compared with that of an ideal response to
determine the magnetization. This technique has the advan-
tage of eliminating noise. Additionally, the intentional choice
not to use a NbTi shield allowed swept field scans to be
performed. Coupling two axial channels of differing gradient
order �e.g., first and second� can significantly improve noise
rejection. The detection coil does not necessarily need to be
in an axial configuration. Planar gradiometers have been
used to detect the onset of superconductivity in diamond
pressure cells.82 Placement of secondary excitation coils can
allow ac susceptibility measurements approaching 10−8 emu
to be made in the presence of a significant dc bias field.

The use of a variable temperature insert can allow mea-
surements to be made over a wide range �1.8–400 K�. Typi-
cally, the sample temperature is controlled by helium gas
flowing slowly past the sample �Fig. 35�. The temperature of
this gas is regulated using a heater located below the sample
measuring region and a thermometer located above the
sample region. This arrangement ensures that the entire re-
gion has reached thermal equilibrium prior to data acquisi-
tion. The helium gas is obtained from normal evaporation in
the Dewar, and its flow rate is controlled by a precision regu-
lating valve. The use of an oven probe can raise the sample
temperature to 800+ K �at the expense of smaller sample
measurement volume�. If the system is to have top loading
access, then the central �sample� tube should be constructed
from a low conductivity material �e.g., 300 series SS� rather
than high conductivity materials such as Al or Cu �Eq. �14��.
BeCu is an alternative choice if time constants faster than
10 ms are needed. Rock magnetometers �Sec. VIII C� use
sample tubes made from fiber glass/epoxy rather than stain-
less steel primarily because metallic tubes conduct rfi into
the pickup coil region and can cause SQUID noise. This also
allows for time constants that approach microseconds. A dis-
advantage of insulating sample tubes is their very long ther-
mal time constants.

When measuring changes in magnetic moment resulting
from a variable other than temperature or magnetic field
�e.g., an applied acoustic or rf pulse�, the sample is centered
in one of the paired detection coils �Fig. 35� and the SQUID
output monitored as a function of the stimulus. This tech-
nique is useful for studying flow/stop-flow reactions, gas ad-
sorption, catalytic processes, optical dissociation, or similar
time dependent phenomena. Reference 83 gives a good over-

view of variable temperature SQUID susceptometer
measurements.

A SQUID can also be used as an amplifier in a vibrating
sample magnetometer �VSM�. The VSM84 moves the sample
though a coil at a fixed frequency. Conventional VSMs use
resistive coils and conventional amplifiers to get sensitivities
at the 10−5 emu level. The use of a SQUID can allow sensi-
tivities at the 5�10−9 emu/ �Hz level.85

D. NMR

NMR signals86� can be measured by placing a sample
�e.g., protons or 19F� in the center of SQUID detection coils
and either sweeping the external field or applying a rf exci-
tation to the sample. The same experimental concept can be
used to measure electron paramagnetic resonance �EPR� sig-
nals. Although limited to 100 ppm field uniformities, SQUID
susceptometers �e.g., SHE VTS �Fig. 35�, Quantum Design
MPMS �Fig. 34�c��, or Conductus �MAG� are excellent plat-
forms for basic demonstrations of NMR measurements.

The relationship between the resonant frequency and
applied magnetic field is given by the gyromagnetic ratio �
�for protons, �=42.6 MHz/T�. For some materials, � is so
small �e.g., 39K where �=1.99 MHz/T� that a detection
frequency of 383 MHz �equivalent to 9 T for protons� would
require an applied field of 193 T. The bandwidth of commer-
cially available SQUID electronics �	100 kHz� places limits
on NMR detection. However, custom made SQUID
electronics24 can allow measurements to be made at mega-
hertz frequencies. The use of SQUID detection coils can of-
fer significant improvements over conventional coils at a
given field strength or allow equivalent signal-to-noise ratio
at lower applied fields �reducing magnet cost�. Similarly,
SQUIDs offer improved signal-to-noise ratio for measure-
ments of nuclear quadruple moments.87

E. Other measurement techniques

Because SQUID magnetometers are vector devices, they
can detect rotational movement of a magnetometer coil in the
Earth’s magnetic field ��50 �T� as small as 10−3 arc sec.
SQUIDs have been used for more esoteric applications in-
cluding temperature measurements with resolution near
10−12K �Ref. 88� and to measure position for gravity wave
detectors with sub angstrom resolution.89 SQUIDs are also
used as ultrahigh resolution angular position detectors in the
Gravity Probe B program, which aims to test several predic-
tions of Einstein’s general theory of relativity.90 Four
SQUIDs in an Earth-orbiting satellite measure deviations in
gyroscope spin axis direction with nanoradian resolution.

TABLE III. Typical sensitivities of SQUID instruments.

Measurement Sensitivity

Current �Fig. 33�a�� 10−12 A/ �Hz
Magnetic fields �Fig. 33�b�� 10−15 T/ �Hz
dc voltage �Fig. 33�c�� 10−14 V/ �Hz
dc resistance �Fig. 33�d�� 10−12 �

Mutual/self-inductance �Fig. 33�e�� 10−12 H
Magnetic moment �Fig. 33�f�� 10−10 emu
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SQUIDs have been used in searches for dark matter such as
weak interacting massive particles91 �WIMPs� and axions92

along with attempts at detecting magnetic monopoles93 and
free quarks.94

While this review is focused on low frequency applica-
tions, there is a need for higher frequency SQUID instru-
ments. In particular, applications such as axiom detectors,
radio astronomy, and NMR �Sec. VII D� are examples where
SQUIDs offer superior sensitivity at frequencies that can ap-
proach 1 GHz.95

F. Absolute field measurements

1. Flip-coil magnetometers

As mentioned in Sec. III E, conventional SQUIDs are
sensitive to relative changes only. It is possible to make a
SQUID magnetometer into an absolute magnetometer by ro-
tating a coil 180° such that the field change �maximum to
minimum� is twice the maximum field normal to the axis of
rotation. To determine the total field, this needs to be done in
all three axes. Such “flip-coil” magnetometers have been
constructed. One example used a centimeter diameter coil
that was rotated using plastic bevel gears actuated from room
temperature to achieve field resolution at the picotesla level.
In the case of “large” �i.e., microtesla total fields if picotesla
resolution is desired� fields, caution must be taken not to
exceed the dynamic range of the electronics. If the speed of
rotation is slow enough to allow for flux counting �adding
the number of resets of the electronics�, the dynamic range of
the measurement can be extended by orders of magnitude.

2. Superconducting quantum interference filters
An array of different superconducting loop sizes, either

in series or in parallel configuration, acting as grating struc-

tures, can be used to form a superconducting quantum inter-
ference filter �SQIF�. This type of interferometer is based on
a phase dependent superposition of currents flowing through
a multiloop network of Josephson junctions. The basic effect
of such an arrangement is that the contributions of the loops
to the output signal mutually cancel each other for any finite
value of the ambient magnetic field. For zero magnetic field,
a mutual enhancement occurs by means of the coherent su-
perposition. Therefore, the V-� characteristic of a SQIF
shows a unique dip at zero field. The device can be tailored
to show a dip with high swing and steep side slopes. In
contrast to SQUIDs the characteristic field dependence of the
voltage output of a SQIF is nonperiodic.96

The sensitivity of a SQIF scales proportionally to the
square root of the number of loops in the array.97 With even
a moderate number of loops, this can allow absolute field
measurements to be made at sensitivities approaching a few
fT/ �Hz. Another advantage of SQIFs is that the Josephson
junction parameters need not be well matched, making fab-
rication of SQIF devices from HTS materials significantly
easier than arrays of SQUIDs such as would be used in Jo-
sephson voltage standards.

VIII. GEOPHYSICAL APPLICATIONS

SQUID magnetometers are used to measure the Earth’s
magnetic field �Fig. 28� at frequencies ranging between
1 kHz and 10−4 Hz. Geophysical detection can be classified
according to the type of energy source used by the method—
seismic �acoustic energy�, electromagnetic �natural and man-
made�, electrical �natural and manmade�, magnetic �Earth’s
magnetic field�, gravity �Earth’s gravitational field�, and ra-
diometric �generally gamma ray� emissions from subsurface
materials. Measurements made by electrical and electromag-
netic methods are primarily sensitive to the resistivity of the
subsurface materials at frequencies below 100 kHz. Above
100 kHz, the methods are sensitive to both resistivity and the
dielectric constant of the subsurface materials.

In comparison to large induction coils, SQUID magne-
tometers are easier to deploy and use �allowing SQUID sen-
sors to be placed down boreholes�, operate to dc �with flat
phase response�, and avoid giving undue emphasis to high
frequency phenomena such as the ubiquitous lightning in-
duced sferics. Their wide bandwidth allows the use of a
single instrument as compared to induction coils where mul-
tiple coils may be required. The high dynamic range of
SQUIDs can allow diurnal range variations �±100 nT� to be
tracked while still maintaining full sensitivity.

FIG. 36. Calculated resistivity as a function of frequency.

FIG. 37. Calculated 2D inversion map
and resultant geologic interpretation.
Horizontal span �20 km. After Ref.
100.
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The use of SQUIDs in electromagnetic prospecting
methods can be divided into passive and active methods.

A. Passive methods

Passive methods such as magnetotellurics �MT� and au-
dio MT �AMT� use the interaction of the solar wind in the
ionosphere as an electric and magnetic field generator. In
general, they cover the frequency range of megahertz to
10 Hz and 10 Hz to 1 kHz, respectively.

1. Magnetotellurics „MT…
Magnetotellurics can be used to determine the electrical

conductivity distribution of the Earth’s crust by measuring
the Earth’s electric and magnetic fields.98 Because the Earth
is a good electrical conductor compared to the air, the elec-
trical field generated in the ionosphere �due to the solar
wind� is reflected at the Earth’s surface, with components of
both the electric and magnetic field decaying as they pen-
etrate into the Earth. The electric field �as a function of fre-
quency� is related to the magnetic field via an impedance
tensor �Z in units of mV/km nT� where

E��� = ZH��� ,

Ex��� = ZxxHx��� + ZxyHy��� ,

Ey��� = ZyxHx��� + ZyyHy��� ,

�ij � 0.2�Zij�2�;� � 0.5��� . �17�

By measuring E and H, the electrical resistivity of the Earth
�� in � m� can be calculated �Fig. 36�. By measuring at
different frequencies, the resistivity can be determined as a
function of skin �penetration� depth �� �in kilometers�
� 1

2 ��� kilometers, where � is the period of the electromag-
netic wave�.

By measuring at multiple positions and combining that
information with geologic and geophysical data, it is possible
to create a geologic model that can be used to indicate suit-
able drilling sites �Fig. 37�.

Magnetotellurics has been used for oil exploration in the
overthrust belts of the western United States and deep sedi-
ments of the Gulf coast region. The increased conductivity of
hot saline regions associated with geothermal sites makes
MT well suited for locating hydrothermal reservoirs. The use
of multiple magnetometers �i.e., remote reference
magnetotellurics100� can significantly reduce the influence of
correlated noise.

SQUID magnetometers for MT are typically of 3 axes
�Bx, By, and Bz�. Since most MT surveys are done in remote
areas, environmental noise is less of a consideration, al-
though the sensitivity desired �	100 fT/ �Hz� still makes
even distant power line frequencies observable.

2. Magnetic anomaly detection „MAD…

Knowledge of the total magnetic field gradient ��B� of
an object can allow determination of its magnitude and
direction.101 From Maxwell’s equations, four of the gradients
are redundant �e.g., �By /�x=−�Bx /�y�. Thus only five gradi-
ent components are necessary to determine �B �Eq. �18��,

��Bx/�x �Bx/�y �Bx/�z

�By/�x �By/�y �By/�z

�Bz/�x �Bz/�y �Bz/�z
� ⇔ ��Bx/�x �Bx/�z

�By/�x �By/�z

�Bz/�z
� . �18�

An eight-element vector/tensor array can also be made from
pure magnetometer elements �Fig. 38�. This is helpful when

FIG. 38. �Color online� Tensor made from discrete magnetometers.

FIG. 39. �Color online� Output of HTS planar gradiometer flying over a commercial vehicle �arbitrary units�. The gradiometer was inside a tail mounted
stinger on a Cessna Caravan airplane.
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axial gradiometers are not feasible �e.g., HTS SQUID
sensors�.

�Bx

�x
= X − X�,

�Bx

�z
= X − X�,

�By

�z
= Y� − Y�,

�By

�x
= Y� − Y�,

�Bz

�z
= Z − Z�,

BX =
1

3
�X + X� + X�� ,

BY =
1

3
�Y + Y� + Y�� ,

BZ =
1

2
�X + Z�� .

It should be noted that superconducting magnetometers
are vector devices, and motion in the Earth’s magnetic field
produces an output that can mask the desired signal. For
airborne gradiometer systems, noise cancellation �compensa-
tion of motion-induced artifacts� via electronic balancing is
the critical technology, not SQUID sensitivity. The detection
�distance� limit for such a gradiometer system is proportional
to the fourth root of magnetic moment of the object being
detected. MAD has potential uses in mineralogical surveys
and unexploded ordinance.102 MAD has also been used for
detection of vehicles and naval vessels �Fig. 39�.

B. Active methods

Rather than using the electromagnetic field generated by
the solar wind, active methods create a time dependent mag-
netic field generated by a loop driven by an electric current,
with the magnetometer detecting the induced field. Measure-
ments can either be in the time �e.g., transient electromag-
netics �TEM�� or frequency �e.g., controlled source audio
magnetotelluric� domains.

1. Transient electromagnetic „TEM… pulses
TEM uses large excitation coils �covering up to 104 m2�

with currents in the order of 10 A. Pulse lengths range from
microseconds up to 1 s. The magnetic fields generated by the
loop can be measured with a three-axis magnetometer or an
eight-element vector/tensor array. The advantage of the
eight-element vector/tensor array is its ability to locate the
object being excited by the electromagnetic pulse. Figure 40
shows the key elements of a TEM measurement using rela-
tively small field excitation coils.103 Targets were centered in
the transmitter coil, which had three turns with a current of
.01 A �65 nT effective field�.

Figure 41�a� shows the five independent tensor gradients
over the 10 cm diameter hollow �30 mm thick� copper
sphere. As expected, all of the gradients have defined similar
time constants �about 0.5 ms� for the sphere. The longest
computed time constant for the copper sphere is 0.9 ms. This
variation in the uniformity of the source pulse field over the
target leads to an effective shorter time constant than would
be expected. Figure 41�b� shows the tensor gradients over
the 30 mm projectile. For this target, it appears that the geo-
metric variation in the source pulse field has resulted in some
distortion of the gradient response. However, it does illus-
trate that the tensor gradients from the 30 mm target are
significantly different, which can be used for discrimination
of the target type.

Reference 104 is a good introduction to TEM using a
three-axis coil array. Because of the vector nature of SQUID
magnetometers, the use of SQUIDs in mobile applications
requires special attention to motion-induced noise. Reference
105 discusses a “hand held” system while Ref. 106 discusses
an airborne system.

2. Controlled source audio magnetotellurics „CSAMT…
In some situations, natural �e.g., electrical fields gener-

ated in the ionosphere as the excitation current� signals are
sometimes not available at the time, frequency, and ampli-
tudes desired. Generating artificial excitation currents locally
can overcome the lack of sufficient signal strength needed
for the desired measurement. CSAMT is a frequency-domain
method that replaces the excitation current generated by
ionospheric electric fields with a current fed into the earth by
a grounded dipole several hundred meters long. The actual
depth to which a target can be imaged depends on the resis-
tivity of the earth at the measurement site and the lowest

FIG. 40. �Color online� Block diagram of controlled source electromagnetic
system.

FIG. 41. �Color online� 1 �s interval data from Ref.
104 for �a� copper sphere and �b� artillery shell.
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frequency for which there are reliable data. Audiofrequency
�10 Hz–20 kHz� CSAMT can generate data to depths of
500 m. Extending the excitation down to 0.1 Hz can allow
measurements down to 1 km depths.

C. Rock magnetometry

Knowledge of the magnetic field orientation of a rock or
core sample can give information as to how the rock was
formed.107 By changing the thermal history of the sample, it
may be possible to determine the Curie and/or Néel tempera-
ture of the rock’s constituents. By raising the applied field

above the saturation field of any ferromagnetic components,
it may be possible to study paramagnetic components. Nor-
mally, a three-axis rock magnetometer is used for paleomag-
netic measurements. By using orthogonal field coils �Bx, By,
and Bz� or rotating the sample in a single coil, the anisotropy
of the sample can be determined. Time dependent behavior
can also be studied after rapid changes in either temperature
or applied field.

There are multiple ways to measure the remnant mag-
netic moment of rock samples. The most convenient way is
to place the sample inside orthogonal field coils. The use of
LTS SQUID sensors allows sensitivities of 10−10 emu
�10−13 A m2� to be reached, equivalent to 10−8 A/m for a
10 cc rock sample. Room temperature access to the measure-
ment region is desirable. SQUID rock magnetometers are
quite similar to SQUID susceptometers �Sec. VII C� in terms
of their basic design. The main differences are larger sample
tube bore size �7.6+ cm rather than 1 cm�, a more limited
temperature range �usually fixed at room temperature rather
than variable temperature�, and measurement at zero applied
field �although, depending on instrument design, measure-
ments in applied fields can be made�. If the region of sensi-
tivity of the detection coil�s� is small relative to the sample
size, it may be possible to measure the magnetization as a
function of position by slowly moving it through the coil’s
sensitive region. A major advantage of the LTS rock magne-
tometer is its ability to shield environmental noise. This is in
part due to the use of long metallic �usually stainless steel�
sample tubes and a sample region that is surrounded by mu-
metal shield, a superconducting shield, a superconducting
magnet, or some combination thereof.

A variation on the traditional rock magnetometer is the
spinner magnetometer. In this case, the sample is rotated

FIG. 42. �Color online� Magnetic microscope image of Martian meteorite
ALH84001, after Ref. 110.

FIG. 43. Measurement configurations for SQUID NDE:
�a� intrinsic currents, �b� remnant magnetization, �c�
flaw-induced perturbations in applied currents, �d�
Johnson noise or corrosion activity in conductors, �e�
eddy currents induced by an applied ac magnetic field,
�f� hysteretic magnetization by application of stress or
an applied field, and �g� diamagnetic and/or paramag-
netic materials in an applied field.
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beneath a SQUID magnetometer. In this situation, the sample
is not tightly coupled to the sensing magnetometer; thus sen-
sitivity will be significantly reduced. Rotating the sample on
two axes permits the orientation and magnitude of the rock’s
magnetization to be determined. A lock-in amplifier �syn-
chronized to the rotation� should be used to increase sensi-
tivity and to ensure accurate measurement of the magnetiza-
tion axes as the sample is rotated. Sensitivities of 4
�10−5 A/m have been achieved108 using 100 fT/ �Hz HTS
SQUID magnetometers.

SQUID microscopes �IX C� can also be used to image
magnetization �Fig. 42� in slices taken from rock samples 109

with submillimeter spatial resolution. This can yield highly
detailed maps with the ability to resolve a single grain in a
rock.

IX. NONDESTRUCTIVE TEST AND EVALUATION

Magnetic sensing techniques �Fig. 43� such as eddy cur-
rent testing have been used for many years to detect flaws in
structures. A major limitation on their sensitivity is the skin
depth � �the distance where the field is attenuated by a factor
1 /e� of metallic materials. For a sinusoidal varying wave,
�=�� /��of , where f is the frequency of the applied field, �
is the electrical resistivity, and �0 is the magnetic permeabil-
ity of free space. Because SQUID sensors have true dc re-
sponse and superior sensitivity, they can see “deeper” into
metallic structures. dc response also means that they can de-
tect remnant magnetization—without the need for externally
applied magnetic fields. Their flat frequency response and
zero phase distortion allow for a wide range of applications.

The presence or absence of magnetic materials makes it
possible to detect perturbations or flaws. Figure 44 shows the
magnetic field due to holes in a ferromagnetic plate. This
leads to the potential application of SQUIDs in detection of
stress or corrosion in reinforcing rods �rebar� used in bridges,
aircraft runways, or buildings.

A. Measurement techniques

Magnetic susceptibility is normally measured by apply-
ing an external magnetic field �H� in the same orientation as
the detection coil�s�. If the material being studied is isotro-
pic, the response of the material to the applied field will be
sufficient to determine the material’s magnetic properties.
For the purposes of this discussion, let us assume that both
the field and detection coils are oriented vertically �in the z
direction�.

If the material is anisotropic, there will be field compo-
nents generated in directions other than the �z axis� orienta-
tion of the field coil. In this situation, transverse detection
coils �e.g., coils oriented in the x or y directions� would be
needed to detect the anisotropic response. Figure 45 shows
the tail section of a microSQUID™ system with “vector”
�Bx, By, and Bz� detection coils. Alternatively, the field �e.g.,
Hx or Hy or both� could be generated transverse to the �Bz�
detection coil�s�. Any anisotropic response would be de-
tected in the vertically oriented detection coil. Superconduct-
ing magnets can generate dc fields �0.1 T a few centimeters
beneath the end of the magnet. Placing the superconducting
magnet in a persistent mode minimizes or eliminates field
drift. This can allow detection at or near the theoretical sen-
sitivity of the detection coil. Because of the inductance of
multiturn coils of sufficient turns to generate large fields, the
maximum field strength of ac magnets is significantly
smaller �fractions of a millitesla rather than fractions of a
Tesla� than persistent mode superconducting magnets. Thus
the ultimate sensitivity of a dc susceptibility measurement
system will be greater than an ac susceptibility measurement
system.

In flaw detection, it may be desirable to have a uniform
current flow that creates a uniform magnetic field. Any dis-
tortions �cracks, imperfections, inclusions, etc.� will cause
the current path�s� to be distorted with a resultant nonuni-
form magnetic field. Imaging of the nonuniform magnetic
field will allow identification of the causal distortion�s�. A
sheet inducer �Fig. 46� can be used to generate horizontal
currents.110

FIG. 44. �Color online� Scan of 1, 3, 5, and 10 mm holes in a steel plate.

FIG. 45. X-ray of vector set �Bx, By, and Bz� of detection coils
�2-mm-diam�.

FIG. 46. �Color online� Sheet inducer.
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1. Magnetization and strain
Stress and strain can have significant effects on the mag-

netic properties of materials. A particular advantage of mag-
netic sensing is in examining defects beneath insulating bar-
riers. For example, a cladded pipe with asbestos lagging can
be quickly examined because the insulating barriers are vir-
tually invisible to magnetic detection—the asbestos need not
be removed or cut into. A similar use would be to detect
corrosion underneath paint or other opaque coverings.

Another potential application of SQUIDs is in detection
of stress or corrosion in reinforcing rods �Fig. 47� used in
bridges, aircraft runways, or buildings. Certain types of steel
�e.g., Tripp steel� take on an increasing magnetic dipole char-
acter as it is strained �Fig. 48�. At zero strain, the strain
signal has a multipole nature �looking like a sine wave with
numerous maxima and minima and an amplitude of a few
volts. When the sensor is strained, the magnetic field pattern
becomes pure dipolar in nature with the amplitude propor-
tional to the applied strain.

2. Effect of intervening materials
Unlike eddy current measurements, which have a skin

depth that is frequency dependent, the true dc response of a
SQUID magnetometer allows measurements with little, if
any, effect from intervening materials. Figure 49 shows a
linear scan of a Tripp steel strain sensor whose relative strain
is estimated at �10%.

The strain sensor was measured by a LTS SQUID gra-
diometer in an unshielded environment, first with an air gap
between the sensor and the SQUID magnetometer. A 3/8 in
aluminum plate was then placed in the gap between the sen-
sor and the SQUID magnetometer. Finally a 1/8 in-stainless
steel plate was placed between the sensor and the SQUID
magnetometer. As can be seen, the dc response of SQUID
magnetometers allows penetration depths not possible with
eddy current or other ac measurement techniques. Interven-
ing materials can also be nonmetallic. Figure 50 shows two-
dimensional �2D� magnetic field maps of the same embedded
strain sensor measured beneath a variety of intervening
materials.

It should be noted that the peak-to-peak heights of the
maxima and minima in Figs. 50�a� and 50�d� are the same,
indicating no attenuation of the detected signals.

B. Sensitivity calculations

In reality, the purpose of NDE measurements of most
samples is not to determine the magnetic field emanating
from the sample, but to determine the magnetic moment�s�
of the sample’s constituents. Thus, the best figure of merit in
assessing magnetic scanners and microscopes is the mini-
mum detectable magnetic moment Mmin. For purposes of cal-
culating Mmin, we can model small samples as a small loop
where the magnetic moment is the equivalent current in the
loop times the area of the loop �A m2�. For a bare SQUID

FIG. 47. Side view of Tristan NLD-510 Dewar in MS-830 showing customer constructed sample translation stage and measurements of 304 stainless steel as
a function of percent of failure �Ref. 111�.

FIG. 48. �Color online� On-axis magnetization of strain sensor. FIG. 49. �Color online� Effect of intervening materials.
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with no input coupling coil �typical of HTS SQUIDs used in
magnetic microscopes�, the flux in the SQUID is given by

�SQUID = BSQUIDASQUID = mSQ-sampleIsample, �19�

where BSQUID is the field in the SQUID loop, ASQUID is the
area of the SQUID loop, mSQ-sample is the mutual inductance
between the SQUID loop and the sample �which is modeled
as a tiny loop�, and Isample is the equivalent current of the
sample. Rearranging Eq. �19� by substituting the minimum
detectable field change and replacing Isample by Mmin/Asample,
where Asample is the area of the sample gives

BNASQUID = mSQ-sampleMmin/Asample. �20�

Thus,

Mmin = BNASQUIDAsample/mSQ-sample. �21�

If a SQUID with an input coil and a separate detection coil
�e.g., Fig. 18� is used, then,

Mmin = BN�LSQUID + Ldetection coil�Asample/mSQ-sample �22�

with the SQUID’s input current noise set to be equal to the
current induced in the coil. Using the notation of Secs.
IV D–IV F for an axial gradiometer detection coil, Eq. �22�
becomes

Mmin = IN�Lsignal + Lcomp + Linput + Llead�Asample/mSQ-sample.

�23�

For samples smaller than the detection coil �Asample

	
1
4ASQUID loop�, the size of the sample does not affect the

sensitivity calculations. Further analysis will show that maxi-
mum sensitivity occurs when the coil �or SQUID loop� di-
ameter �1.7� the coil-to-sample �lift-off� distance.
Thus—if field sensitivity is important �to achieve a reason-
able signal-to-noise ratio�—reducing coil diameter to less
than 60% of the Dewar gap will not be of great benefit and
may actually result in a less desirable �or more expensive�
instrument.

C. Magnetic microscopes

Since electrical currents create magnetic fields �Fig.
43�a��, the ability to measure small magnetic fields offers the
potential to locate the causes of semiconductor failures. In
failed integrated circuits �IC�, a short circuit would appear as
a small area of intense magnetic flux. By overlaying a mag-
netic map �created by scanning a SQUID sensor over an IC�
onto a computer-aided design �CAD� map of an IC’s features

�Fig. 51�, it is possible to locate where faults occur in a
device. Knowledge of where faults are can allow determina-
tion why the fault occurred.

SQUID magnetometers have been used to make noncon-
tact measurements of electronic circuits112—one instrument
has better than 10 �m resolution.113 Such instruments with
megahertz bandwidths could be used for circuit board and IC
mapping. Reference 114 gives an excellent overview of
SQUID NDE research. Using commercially available HTS
SQUID microscopes, it is possible to detect 10 nA currents
flowing in a conductor that is 100 �m from the sensor.

Key to deciding on the type of instrument to be used is
the required sensitivity and spatial resolution. Since these
tend to be mutually exclusive for a given device, the user
needs to decide what requirements are most critical. For ex-
ample, micron resolution is meaningless if there is no suffi-
cient sensitivity to detect the features being scanned.

The figures of merit used to assess these devices include
the following.

a. The spacing between magnetic features. This is a key
concern. A single dipole can be localized ten times better
than resolving two closely spaced dipoles. The smaller and
closer the detection coil, the better.

b. How close you can get to the magnetic feature. In
essence, the detectable feature size is—to first order—a
product of coil area and stand-off distance. Getting closer
will improve signal-to-noise ratio, but getting much closer
than a detection coil diameter gives no significant improve-
ment in spatial resolution, especially for multiple sources.

Desired spatial resolution can also affect scan time. A
100�100 point scan can take nearly 3 h to complete if the
magnetometer acquires data for 1 s at each data point.
Shorter acquisition times can speed up scan time, but at the

FIG. 50. �Color online� Magnetic field maps of a room temperature embedded strain sensor under a 4-cm-thick concrete overcoating. �a� Bare sensor showing
dipole characteristics; �b� sensor under concrete; �c� bare concrete. Image �d� =b–c is a digital subtraction of B and C showing that it is possible to image
objects deep underneath magnetically complex coverings. The scans cover a 6�6 cm2 area.

FIG. 51. �Color online� Magnetic field map generated by current flow and
its deconvolved current map.
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expense of field sensitivity �since SQUID noise is propor-
tional to the square root of the measurement time�.

Let us consider scanning magnetic microscopes based on
differing technologies:

�1� conventional LTS SQUID scanner,
�2� scanning LTS SQUID microscope,
�3� conventional HTS SQUID scanner, and
�4� HTS SQUID microscope.

1. LTS SQUID scanning system
This system uses a niobium liquid helium �LTS� SQUID

sensor and a separately wound detection coil �or coils�. It
requires the detection coil to be either immersed in liquid
helium or in vacuum, but thermally anchored to a 4.2 K bath.
Conventional coils can be wound with less than 2 mm diam-
eter. Combined with a 2 mm stand-off, spatial resolutions
�for a single dipole� 	250 �m are possible. The ability to
use a three-dimensional structure for the detection circuit al-
lows significant external noise rejection. Another advantage
of niobium-based superconductors is the ability of the detec-
tion coils to operate in tesla fields. This gives the LTS mi-
croscope the ability to make susceptibility measurements on
the same spatial resolution scale. In addition, these systems
can operate in multigauss ac fields with dc to 50 kHz band-
widths for eddy current measurements. The LTS SQUID
scanner has the best field sensitivity �	10 fT/ �Hz� of any
magnetic field microscope. Versions of the LTS SQUID
scanner have been available for more than 20 years.112

A variation on traditional LTS scanner is the use of sub-
millimeter diameter coils or fractional turn SQUIDs com-
bined with millimeter or smaller lift-off distances.54 In this
ultrahigh resolution scanning SQUID microscope, the detec-
tion coil was a 500 �m diameter NbTi pickup coil wound on
a sapphire bobbin. The coil is located in the vacuum space of
the cryostat separated by a 25 �m thick sapphire window
from the room temperature samples, with a distance of
�250 �m between the coil and sample. Thermal anchoring
of the sapphire bobbin to the helium bath kept the detection
coil well below the transition temperature of NbTi. External
noise required full sensitivity �	100 fT/ �Hz� measurements
to be done in a magnetic shield. Alternate versions of this
scanner could use smaller diameter bobbins or monolithic
SQUIDs for higher spatial resolution. Fractional turn
SQUIDs have the disadvantage of poorer spatial resolution
when resolving magnetic dipoles.54

2. LTS scanning magnetic microscope „SMM…

This system70 uses a monolithic array of SQUID sensors
and LTS coils. Up to nine �linear array� 14�14 �m2 coils
are at the end of a cantilever that is suspended over the
sample. The sample is cooled to allow the detection coils to
be within a few micrometers of the sample, yielding 2 �m
spatial resolution �Fig. 52�. While that accuracy is not suffi-
cient to locate a specific submicron transistor, it can place
defects in a particular region so other tests can be performed.
The use of superconducting stepper motors allows 0.16 �m
X-Y resolution on the scanning stage. Since the sample and
coils are cooled, superconducting shielding can be used to

eliminate all external noise sources. Sample loading requires
the cryostat to be warmed up, but the use of load-locks may
allow scanning electron microscope �SEM� style sample han-
dling. It is also possible to add field generation coils to apply
small dc and ac fields for susceptibility and eddy current
measurements.

The LTS scanning magnetic microscope has a field sen-
sitivity 	100 pT/ �Hz. A relatively mature technology, it has
a low risk factor in terms of technology development. One
such system70 has been operating for over ten years.

3. HTS SQUID scanning system
The high temperature �HTS� version of the LTS scanner

Sec. IX C 1 uses a YBCO HTS SQUID sensor. The inherent
anisotropic nature of the HTS superconductors require that
the planar detection coil be integral or inductively coupled to
the sensor, unlike the LTS scanner that can use three-
dimensional gradiometer coils for improved noise rejection.
Commercially available HTS sensors have typically con-
sisted of a single turn coil with a 8 mm hole with sensitivi-
ties as low as 20 fT/ �Hz.

If operated outside a shielded room, environmental noise
may exceed the available dynamic range of the higher sen-
sitivity magnetometers. Decreasing the HTS coil size �which
can improve spatial resolution, see Fig. 54� to decrease sen-
sitivity may allow unshielded operation. The fixed dynamic
range and decreased input sensitivity translate to a higher
maximum input signal. Unshielded operation can also be
achieved by using a planar �e.g., dBz /dx� gradiometer. The
typical 500:1 balance attenuates the rfi and power line inter-
ference sufficiently for the flux-locked loop to hold lock. A
typical sensitivity for a 10 mm base line planar gradio-
meter is 50 fT/cm �Hz. Obviously, the system output will
reflect that of a planar gradiometer rather than that of a
magnetometer.

Unlike LTS SQUIDS, HTS SQUIDs do not have the
ability to operate in tesla fields. It is possible to operate a
HTS scanning system in millitesla fields. HTS systems have
been operated in milligauss ac fields with dc to 20 kHz band-
widths. This makes them the preferred �HTS� device for sus-

FIG. 52. �Color online� Magnetic image of data on a hard disk. Measure-
ments were made at a vertical stand-off of 30 �m. The bit spacing is 10 �m
and the intertrack spacing is 15 �m.
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ceptibility and eddy current measurements on macroscopic
samples. Typically, sensor-to-sample distances are 	1 cm,
although Dewars can be made with 2 mm stand-off
distances.

4. HTS scanning SQUID microscope „SSM…

Conceptually identical to the LTS scanning magnetic mi-
croscope �Sec. IX C 2�, the SSM typically uses the bare
SQUID loop ��50 �m� as the detection coil. Operating in
the Dewar vacuum space �but thermally anchored to the liq-
uid nitrogen bath or closed cycle refrigerator� stand-off dis-
tances 	100 �m are possible.52 The SSM �because of its
smaller detection “coil”� has a sensitivity �10 pT/ �Hz.
SSM’s normally achieve close spacing by either fixing the
SQUID sensor to the bottom of the Dewar or having a
mechanism that allows for external adjustment of the coil
position to compensate for thermal contraction.115

Unfortunately, its magnetometer detection coil configu-
ration may make it susceptible to external noise sources �de-
pending on the local environment�. Operation in a shielded
environment can improve noise immunity. By using phase
sensitive detection �injecting an ac current into the device
under test�, background noise can be filtered out. The addi-
tion of external field coils can make susceptibility measure-
ments �dc or ac� possible.

The use of a ferromagnetic flux transporter116 can offer
significant improvement in spatial resolution in HTS micro-
scopes, but at a loss in ac response. One use for a SSM is
measurement of current traces. By overlaying SSM images
on a CAD map of an IC or circuit board features, it is pos-
sible to locate where actual faults occur �Fig. 51�. Under
ideal conditions, a SQUID can detect as little as 10 nA flow-
ing in a conductor that is 100 �m from the sensor. Other
uses are in magnetoimmunoassay �Sec. IX F�, paleoarcheol-
ogy �Sec. VIII C� and detection of counterfeit currency
�Fig. 53�.

D. Sample movement and scan time

To avoid motion-induced noise �caused by moving the
SQUID sensor in the Earth’s magnetic field�, the sample is
moved underneath the SQUID sensor. The typical measure-
ment sequence in SQUID microscopy is serpentine step and
measure. After each movement, there is a short �usually user
specified� settling time after which the measurement is made
�again for a user specified interval� after which the sample is
moved to the next measurement position. Total scan time is a
product of the number of measurements and the distance

between each step, the speed of the sample translation stage,
the wait� time and the measurement time at each step.

Assuming 1 s between measurements, a scan of a 1 cm2

area with a 100 �m step size will take nearly 3 h. Obviously,
shortening the measurement time �e.g., by continuously mea-
suring with moving the sample� will reduce the scan time,
but with the penalty of increased noise �Bnoise


 �measurement time�. In many situations, sample variations
will be significantly higher than system noise. It may be
worthwhile to prescan the sample with a short measurement
time and a step size significantly greater than the desired
spatial resolution to identify which parts of the sample will
require higher resolution scans. Subsequent scans can be
done in selected regions with the much smaller step sizes;
this avoids excessively long measurement times.

E. Microscope selection

Environmental noise can have a significant effect on mi-
croscope operation. Many HTS microscopes operate un-
shielded because of their significantly reduced sensitivity
compared to LTS microscopes. Even so, care must be taken
to ensure that the microscope is not placed in an environment
where external noise sources dominate to the point of pre-
venting the SQUIDs from being able to operate. One way to
avoid this is to enclose the microscope in a magnetic shield.
Alternatively, use of gradiometers can allow unshielded op-
eration. This is especially true for LTS devices. For HTS
devices where high �submillimeter� spatial resolution is not
as important as field sensitivity, planar gradiometers offer a
way to operate unshielded and avoid the complexity of a
shielded enclosure.

The choice of microscope system depends on the needed
spatial resolution and magnetic field sensitivity. Resolution
�the minimum separation between two magnetic features� is
dependent on both the distance from the sensor to the sample
�lift-off� and detection coil size. If a SQUID microscope can
place its sensor very close to the sample �	2 coil diameters�,
then the coil size is the limiting factor to resolution.

Because the flux sensitivity of SQUID sensors is roughly
constant �for a given type of SQUID sensor�, there is an
inverse relationship between sensitivity and spatial resolu-
tion. Figure 54 shows the trade-off between sensitivity and
spatial resolution for a number of different SQUID sensors.

F. Magnetic assays „immunoassays…

Similar to tagging molecules with radioactive isotopes
�radioimmunoassay�, fluorescent molecules, light scattering
particles, and enzymes for the production of chemilumines-
cent signals, magnetic particles tens of nanometers in size
can be used to tag molecules to investigate biological and
chemical reactions. These tagged particles can be localized
after paper chromatography or other such separation process
by measuring their remnant magnetic field�s�. SQUID based
magnetic microscopes are well suited to this task. Subjecting
the magnetic nanoparticles to an external magnetic field and
�after switching off the field� measuring the relaxation of the
magnetization can give information about the nanoparticles
by differentiating between the differing relaxation times due

FIG. 53. �Color online� SSM scan of the ink in the region around George
Washington’s right eye on a one dollar bill.
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to the movement of entire particles �Brownian motion
�10−5 s for a 20 nm particle� and rotation of the magnetiza-
tion vector inside the particle �Néel relaxation: 0.01–10 s�.
This use of magnetorelaxometry can allow identification of
bound and unbound molecules by discriminating between the
different relaxation mechanisms. Reference 117 describes a
LTS system utilizing a planar gradiometer for magnetorelax-
ometry measurements.

Figure 55 shows one method of magnetoimmunoassay.
An antibody is attached to a marker that is tagged with mag-
netic particles �e.g., �-Fe2O3� embedded in a polymer core.
For the detection of an antigen, an antibody that selectively
couples to the antigen is used. Figure 55 illustrates a capture
surface with an immobilized capture molecule for one do-
main �epitope� of the target and a free label conjugated to
another detection molecule, specific for another epitope of
the target. In the presence of the target, the label is attached
to the capture surface and in the absence of the target, the
unbound label can be washed away. Detection occurs after
measuring the presence �or absence� of the label on the cap-
ture surface.

Issues that affect signal-to-noise ratio are things like
nonspecific binding �NSB� and interfering signals from other
sample materials. The magnetic detection approach suffers
from very little outside interference, unlike many of the other
nonradioactive �optical� methods. The approach of magne-
torelaxation is a unique means to address the issue of non-
specific binding and washing. The idea is that specifically
bound labels will not be free to undergo Brownian rotations

as will the free and nonspecifically bound labels. So if the
label is designed so that its Néel relaxation time is long
compared with its Brownian relaxation time, then the relax-
ation measurements can potentially distinguish specifically
bound labels, even with no washing. Approaches that do not
rely on a wash step to separate specifically from nonspecifi-
cally bound labels are called “homogenous.”

X. MEDICAL APPLICATIONS OF SQUIDS

Electrical measurements of physiological potentials are
well established in clinical diagnostics. Essentially every
phenomenon in electrophysiology has a magnetic analog
since a magnetic field is associated with every electric cur-
rent. Analogous measurements of physiological magnetic
fields, however, are relatively unknown to researchers and
clinicians. Biomagnetic research encompasses many of the
major organs of the body, including the heart �Fig. 56�, brain,
liver, lungs, and muscles. Several new diagnostic procedures
and instruments have resulted from this work. These mea-
surements are proving to be of considerable significance �see
proceedings of the various international biomagnetism con-
ferences such as Ref. 48�.

As shown in Fig. 57, biomagnetic signals range from
essentially dc to several hundred hertz, and the field intensi-
ties range from about 50 to 106 fT. The sources of these

FIG. 54. �Color online� Sensitivity and spatial resolution of a number of
SQUID microscopes.

FIG. 55. �Color online� �a� Binding reaction between antibody and antigen
in magnetoimmunoassay; �b� schematic diagram of magnetoimmunoassay
measurement.

FIG. 56. Magnetocardiogram of fetus �29 week gestation�.

FIG. 57. Typical amplitudes and frequency ranges for various biomagnetic
signals �based on a �1 cm tail gap�.
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fields vary from localized groups of neurons in the brain, to
more dispersed muscle tissues in the heart, to magnetic par-
ticles distributed throughout the lungs.

There are two key technical advantages in employing
magnetic—as opposed to electric—sensors for measuring
biological ion currents:

�1� The generators of electrical activity in the body can be
precisely localized to within a few millimeters from
their magnetic signals because magnetic signals are not
strongly dependent on variations in the body’s tissue
conductivity as are electrical signals. Furthermore, the
body’s tissue is effectively transparent to magnetic fields
in the biological frequency range.

�2� Measurement of dc and low frequency phenomena is
feasible because of the inherent dc response and low
noise of SQUID magnetometers, and because there is no
artifact due to changing electrical contact with the body,
as is the case when measuring biological potentials with
electrodes.

The use of bioelectric signals as a diagnostic tool is well
known in medicine, e.g., the electrocardiogram �EKG� for
the heart and the electroencephalogram �EEG� for the
brain.79

The electrical activity that produces the surface electrical
activity that is measured by EEG and EKG also produces
magnetic fields. The analogous magnetic measurements are
known as the magnetocardiogram �MCG� and the magne-

toencephalogram �MEG� �Fig. 57�. Other physiological pro-
cesses also generate electrical activity with analogous mag-
netic fields.

The development of the SQUID has allowed the devel-
opment of noninvasive clinical measurements of biomag-
netic fields �Table IV�. The use of gradiometers can allow
measurements to be made in unshielded environments at sen-
sitivities below 20 fT/ �Hz. However, neuromagnetic mea-
surements are typically made in room-sized MSR’s �Ref.
118� that will allow measurements of the magnetic field of
the brain over the entire surface of the head ��250 positions
simultaneously�.

A. Measurement techniques

Magnetic fields associated with different physiological
functions and conditions vary widely in their intensities, fre-
quencies, and spatial distributions �Fig. 57�. Consequently,
different techniques and instruments must be used in their
measurement.

Magnetic fields from active electrical sources in the
body are measured completely passively and external to the
body by placing the detector in close proximity to the body’s
surface. This technique is applicable to the heart, brain, and
skeletal muscles. It has been shown in the case of the brain,
for example, that a small patch of activated neurons can be
modeled as a current dipole119 that generates a well-defined
magnetic field profile �Fig. 58�. Measurement of this profile
can be used to infer the location of the neuron with consid-

TABLE IV. Areas in which SQUID magnetometers are being used in medical research.

Studies of the brain, neuromagnetism Other medical applications
Epilepsy Noninvasive in vivo magnetic liver

biopsies
Presurgical cortical function mapping
Trauma �closed head injury� �Ferritometry�
Drug development and testing Studies of the stomach, gastroenterology
Stroke Intestinal and mesenteric is
Alzheimer’s Lung function and clearance studies
Neuromuscular disorders Peripheral and single nerve studies
Prenatal and neonatal MEG Organ transplant rejection risk
Performance evaluation Blood flow disorders

Studies of the heart, magnetocardiography Animal systems
Arrhythmia Drug development
Heart muscle damage
Fetal cardiograph

FIG. 58. �Color online� Magnetic field generated by a current dipole. For a sphere, the dipole is located at midpoint of the maxima and minima at a depth
=distance �÷ �2.
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erable accuracy. Using evoked response techniques, the loca-
tion of signal pathways and information processing centers
in the brain can be mapped at different delay times �laten-
cies� following the stimulus. For this purpose, the field is
mapped around the surface of the head �Fig. 60�.

Systems for measurement of the brain require that the
head be surrounded by detection coils. Unlike whole head
measurement systems, most other biomagnetometers utilize
flat tail Dewars. The channel count and coil arrangement are
dependent on the application. If measurements are being
made in a MSR, typically the detection coils are first deriva-
tive gradiometers. Measurements in unshielded environ-
ments require second order gradiometers with a high balance
��1:106� or in conjunction with reference channels. Un-
shielded operation requires very high dynamic range and
careful attention to be paid to rfi immunity. In both shielded
and unshielded environments, synthetic third order gradiom-
eters with first order hardware primary sensors have been
successfully used.45

Systems for susceptibility measurements use magnets,
either integral to the detection coils �Sec. X G� or immedi-
ately prior to the measurement �Sec. X H�. Care must be
taken not to couple field generated noise into the detection
coil�s�.

1. Magnetic mapping
Magnetic fields from active electrical sources in the

body can be measured passively and external to the body by
placing the magnetometer in close proximity to the body’s
surface. It has been shown that a spatially compact popula-
tion of neurons in the brain can be modeled as a current
dipole that generates a well-defined magnetic field profile
�Fig. 58�. Reference 120 gives an excellent review of mag-
netic source imaging.

To generate a contour map, measurements are taken at a
number of points �Fig. 59�a�� and the magnetic field values
are determined at a given point in time at each grid point
�Fig. 59�b��. Isofield contours are then generated to yield a
field map �Fig. 59�c��. Time sequenced contour maps can be
generated by looking at subsequent time slices �Fig. 59�d��.
The distance between measurements �equivalent to the inter-
coil spacing on multichannel systems� is dependent on the
depth of the source and the spatial resolution desired.

Mapping of these field profiles can be used to infer the
location of the equivalent active dipole site region to within
millimeters. Using evoked response techniques, the location
of signal pathways and information processing centers in the
brain can be mapped at different delay times �latencies� fol-
lowing the stimulus �Fig. 60�.

There are also magnetic measurements for which there
are no electrical analogs.121 These are measurements of static
magnetic fields produced by ferromagnetic materials in-
gested into the body and measurements of the magnetic sus-
ceptibility of materials in the body. In particular, information
on the quantity and depth of diamagnetic or paramagnetic
materials �such as iron stored in the liver� can be obtained by
using magnetizing and detection coils of differing sizes in
the same instrument and measuring the induced field as a
function of distance. This technique is being used to clini-
cally monitor patients suffering from iron overload diseases
such as hemochromatosis, thalassemia, and sickle cell ane-
mia.

2. Magnetic source measurements
a. Para/diamagnetic sources. Fields from paramagnetic

or diamagnetic materials are measured while a low intensity
external magnetic field is applied to a local region of the
body and compared with the background field when the sub-
ject is removed from the sensitive range of the instrument.
Information on the depth of these materials can be obtained
by using magnetization and detection coils of differing sizes
in the same instrument or by measuring the field as a func-
tion of distance from the body.

b. Ferromagnetic sources. The location and quantity of
ferromagnetic materials in the body, typically due to con-
taminants in the lungs �Sec. X H�, are determined by mea-
suring the magnetic field external to the body before and
after a low intensity magnetic field �typically 0.1 T� is ap-
plied to magnetize the ferromagnetic material. The distribu-
tion of these materials can be determined by applying the
field to only a small region of the body at a time.

B. Sensitivity

As mentioned, the choice of detection coil design is very
much dependent on what is to be measured. Although many
systems for biomagnetic measurements are described in
terms of their ability to detect magnetic fields—a valid as-
sumption when considering noise sources—or magnetic di-
pole sources, the magnetic dipole does not provide a good
model of neurological sources. The most common source
model in electrophysiology is that of the current dipole �Fig.
58�. The strength Q of a current dipole has the dimension of
current times length and the unit of A m. It is represented by
a vector whose direction coincides with the direction of the
current. The current dipole is a simplified representation for
much more complex patterns of current which exist at the
cellular level.119 The current dipole is useful in that more
elaborate extended sources can be represented by an array of

FIG. 59. �Color online� Field contour map generation.

FIG. 60. Neuromagnetic patterns generated by the interictal spike complex
in a patient with a partial epileptic seizure disorder. The individual patterns
are measured at intervals of approximately 20 ms.
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individual current dipoles. The response of a simple magne-
tometer to a current dipole in free space can be expressed
by41

Qmin =
��min

�m

�o
�r/���1 − m/2�K�m� − E�m��

, �24�

where m= �4r� / ���r+��2+z2��, Qmin is the smallest current
dipole that can be detected, �min is the minimum detectable
magnetic flux in the pickup coil �see Eq. �3��, �0 is the per-
mittivity of free space, r is the radius of the pick-up coil, � is
the off-axis distance �in cylindrical coordinates�, z is the
axial distance of the current dipole below the bottom of the
pick-up coil, and K and E are elliptical integrals of the first
and second kind, respectively �the elliptic integrals are a re-
sult of integrating the Biot-Savart law over a circular coil
area�. If only the radial component of the field is measured,
these equations are simplified to the radial component of the
Biot-Savart law. A more realistic model �taking into account
the conducting nature of the brain� is described in Ref. 122
In any case, for a gradiometer, one must sum the response of
all the coil windings �accounting for coil polarity� and take
into account the base line of the gradiometer. The tail spac-
ing of the Dewar must not be neglected when determining z.
Figure 61 shows minimum detectable current dipole as a
function of coil-to-dipole distance.

Unlike the response of a magnetic dipole which goes as
1/z3, the response of a current dipole goes as 1/z2. Also, the
maximum sensitivity is not located directly beneath the de-
tection coils, but offset �consistent with Fig. 58�. For a cur-
rent dipole in a spherical conducting medium, the 1/z2 law
applies only for more superficial sources. For sources ap-
proaching the sphere center, the decay exponent monotoni-
cally increases.

C. Magnetoencephalography: Measurements
of the brain

The MEG is the magnetic counterpart of the more famil-
iar EEG. The amplitude of the MEG signals is quite small,
often less than a picotesla peak-to-peak over the back of the
head �Fig. 57�. Spontaneous brain activity is readily ob-
served using SQUID magnetometers, without resorting to
signal averaging. By making MEG measurements from an
array of magnetic sensors, it has been demonstrated that
sources of brain activity can be localized to within a few
millimeters. By contrast, it is sometimes difficult to localize
brain activity to the correct hemisphere when using EEG.124

Since magnetoencephalography can be used to associate
brain function with the underlying anatomic structure, it may
eventually be beneficial in the diagnosis of neurological dis-
orders such as epilepsy, Parkinson’s disease, Alzheimer’s
disease, stroke, and head trauma. The overall anatomic dis-
tribution �pattern� of brain activity may also be useful in
providing objective measurements relating to psychiatric dis-
orders and their treatment with psychoactive drugs.

The ability of MEG to localize brain activity has
prompted clinical research studies of epilepsy.125 When neu-
rosurgery is indicated in the treatment of epilepsy, the sur-
geon requires information as to the location and extent of the
brain tissue generating the seizures, as well as detailed infor-
mation of where various brain functions are mapped �the
latter to guide where not to cut!�. Presently, the clinically
acceptable method for obtaining this information is by im-
planting EEG electrodes on or within the patient’s brain. Pre-
liminary findings have shown that noninvasive localization
of epileptic centers by MEG is in close agreement with find-
ings using invasive electrodes. Presurgical functional map-
ping is another example where MEG has been used to delin-
eate where various brain functions are mapped. Intensive
testing will be required to determine if MEG is reliable
enough to stand alone as a guide to the neurosurgeon. Be-
cause of its noninvasive nature, MEG promises to reduce
both risk and cost to the patient in the presurgical diagnosis
of epilepsy.

The first MEG measurements were made with single
channel magnetometers. This required multiple placements
over the subject’s head �Fig. 59� and often took days to com-
plete. Present day MEG systems provide whole head cover-
age that require hundreds of sensor channels. This allows
real-time acquisition of data.

Noise reduction is achieved through the use of MSRs
and eight or more element vector/tensor reference arrays.
The first multichannel �N=5–7� neuromagnetometers used
fixed superconducting tabs to improve gradiometer balance
from 1:102 to 1:104. Because of the labor associated with
placing superconducting tabs on hundreds of channels, their
use on high channel count systems has been abandoned. In-
stead, MSRs �sometimes using synthetic methods45—similar
to the generalized Eq. �8� with field balance of about 105� are
used to provide shielding of external noise. Typically, the
detection coils of MEG systems are first order gradiometers,
either hand-wound axial �dBz /dz� or planar �paired dBx /dz
and dBy /dz�. The advantage of planar coils is that their in-
trinsic balance is superior to that of hand-wound axial coils.

FIG. 61. Minimum detectable current dipole for a first derivative, six turn,
5 fT/ �Hz gradiometer with a coil diameter of 2 cm �Ref. 123� as a function
of off-axis position ��� and depth �z�.
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The disadvantage of planar coils is that their base line is
much shorter than that of axial coils; this gives axial coils an
advantage when measuring deep sources. While pure magne-
tometers have been used �to maximize sensitivity�, their in-
ability to reject common mode noise makes them much more
susceptible to low frequency noise in drift �e.g., 	10 Hz�
signals generated by high speed rail lines�. Magnetometers
can be used only in well shielded environments, such as the
Berlin MSR or whole body superconducting shields.32 The
MSR �Fig. 30� gives 30–80 dB of attenuation and the refer-
ence arrays another 60+ dB.

Another advantage of the high channel count of whole
head systems is the ability to use the array of sensors to
image the MEG signals using methods analogous to those
applied to radio astronomy. A linearly constrained minimum
variance beam former126 minimizes all signals seen by the
sensor array, subject to a constraint for an equivalent current
dipole at a specified coordinate. As a result, this beam former
has a gain of unity for signals arising from the specified
location, while attenuating all other signals. Thus, beam
forming can be thought of as “spatially selective noise reduc-
tion.” This property permits functional imaging of brain ac-
tivity without requiring signal averaging and without the
need to delete artifacts from eye movement, heart signal
�MCG�, or environmental magnetic noise. Synthetic aperture
magnetometry127 �SAM� appears to have better spatial reso-
lution �by �2 than the beam former described in Ref. 126 for
the 2D MEG case, and better by a factor of �3 than the
three-dimensional �3D� beam former�.

The large surface area �more than 1000 cm2� and com-
plex shape of a whole head Dewar �Fig. 62� usually means
thick tail pieces and Dewar gaps of 15–20 mm. Putting the
Dewar cavity at an angle to allow the Dewar to be positioned
for either seated or supine �lying down� patents increases the
design and fabrication complexity. Dewar motion for whole
head systems is usually only in the tilt ��� direction. The
patient is located by movement of a three-axis �x, y, and z�
bed and/or chair.

If infants are to be measured, significantly closer spacing
can give significant improvement in signal-to-noise ratio. It
should be noted that the scalp and skull of newborns are thin.
This make it possible to measure MEG signals at a distance
less than 1

2 cm from the brain surface.128 This shorter dis-
tance will result in a large increase in the amplitude of MEG
signals from the infant, since the magnetic field is inversely
proportional to the square of the distance �Sec. X B�. The
shorter distance and a high density of detectors can also re-
sult in higher spatial resolution.

Ancillary equipments �e.g., patient bed, Dewar gantry,
etc.� need to have no time varying magnetic signature. Fer-
romagnetic components are to be avoided because of their
relatively large �microtesla or millitesla� remnant fields.
Nonferrous metallic components �which can cause scattering
of gradient interference� may be acceptable if sufficiently far
from the detection coils.129

MEG is presently the largest and most successful com-
mercial application of SQUIDs; more than 20 000 SQUID
sensors have been installed in whole-cortex MEG systems.

D. Magnetocardiography: Measurements
of the heart

The MCG is the magnetic signal generated by the heart’s
electrical activity. The MCG is homologous to the ECG. A
peak MCG signal of 50 pT can be measured over the heart.
This signal is easily measured by SQUID magnetometer,
with excellent signal-to-noise ratio.

Measurement of the heart’s conduction system is impor-
tant in the diagnosis of diseases in which the heart has an
abnormal rhythm, reduced mechanical performance, and
higher susceptibility to sudden failure. Direct current �dc�
MCG measurements have shown that a “current of injury”
flows in the heart as a result of myocardial infraction. Al-
though a current of injury signal can also be seen in the
ac-coupled electrocardiogram, the magnitude of the injury
and the location of the injured region cannot be determined
with precision. Using MCG, it may be possible to determine
both the location and extent of the injured heart tissue. Clini-
cal studies are under way to test this hypothesis.130

The SQUID magnetometer is sensitive enough to nonin-
vasively detect the fetal magnetocardiogram �Fig. 56�. The
fetal electrocardiogram is often used by physicians as a mea-
sure of fetal distress but detection of this fetal heartbeat is
often unreliable. This is because, later in gestation, the fetus
is coated with an oily substance called the vernix caseosa.
The vernix tends to electrically insulate the fetus, greatly
attenuating the fetal ECG. By contrast, the fetal MCG is not
attenuated by the vernix, making it possible to monitor the

FIG. 62. Whole head neuromagnetometer �coil-in-vacuum construction�.
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fetal heart through all phases of gestation, including labor.
Another advantage of magnetic �as compared to electrical�
methods is that the spatial resolution of MCG allows it to
better isolate the fetal heart in the presence of the maternal
heartbeat.131

MCG has also been used to measure the specialized con-
duction system of the heart. To obtain electrical measure-
ments, it is necessary for the patient to swallow an electrode,
which is passed down the esophagus to the level of the heart.
Measurement of the heart’s conduction system is important
in the diagnosis of diseases in which the heart has an abnor-
mal rhythm, reduced mechanical performance, and higher
susceptibility to sudden failure.

Cardiac measurements need only a single channel if just
the time series MCG �Fig. 56� is of interest. If real-time
dipole mapping is desired, additional channels �either in a
hexagonal, square, or other arrangement� to more than cover
the extrema of the field patterns �Fig. 58�b�� will be required.
Figure 63 shows a 19 channel axial gradiometer system with
sufficient coverage for single placement measurements.

Typically, MCG systems measure only the vertical �Bz�
field component. Dewar tails are normally flat with �10 mm
gaps. The use of a second order gradiometer is preferred over
a first order gradiometer in fetal MCG because of its superior
rejection of the maternal MCG.

E. Magnetomyography and magnetoneurography:
Muscle and peripheral nerve measurements

The electrical activity of muscles and peripheral nerves
can readily be detected using magnetic sensors.132 Here the
chief advantage of biomagnetometry is its contactless nonin-
vasive nature. In order to make equivalent electrical mea-
surements, it is necessary to pass needle electrodes through
the skin into the vicinity of the nerve or muscle.

Measurement systems for spinal cord or peripheral nerve
activities are defined by the temporal characteristics and
quasi-one-dimensional geometry of the signal. Neurological
events are typically on a 10 ms time scale, while spinal cord
and peripheral nerve events are typically on a 1 ms �or
faster� time scale. Placement of axial coils directly over the
nerve will result in a net zero signal �Fig. 58�. Thus, vector
coils �Bx and/or By� may be desirable. The ideal sensor place-
ment for spinal cord measurements may be that of a long
rectangular array rather than the hexagonal arrays that are
used in MEG or MCG studies. Figure 64 shows the result of
an electrical stimulation of the median nerve. The measure-
ment system consisted of 37 axial �Bz� and 13 pairs of vector
�Bx and By� detection coils laid out in a hexagonal array.

F. Magnetoenterography: Measurements
of the stomach and intestines

Blockage of arterial blood flow �ischemia� in the gas-
trointestinal tract can lead to intestinal necrosis. Treatment
requires surgical intervention to remove or bypass any ne-
crotic intestinal tissue. If diagnosis is delayed, the mortality
rate can exceed 50%. Conventional diagnosis of mesenteric
artery narrowing or blockage is by an arteriogram that re-
quires a catheter and x-ray dye. Because of the limits of
x-ray resolution, arteriograms can only see blockages of
blood vessels 1 mm or larger.

The gastrointestinal �GI� tract exhibits two types of elec-
trical activity: a high frequency �in the hertz regime� spiking
associated with muscle contraction and low frequency oscil-
lations �cycles/min �cpm�� known as the basic electric
rhythm �BER�. While the BER can be detected using elec-
trodes, this is a highly invasive procedure. Typically, the sig-
nal strength of a BER signal is at the picotesla level. As
shown in Fig. 65, ischemic episodes show a marked reduc-
tion in the BER.133 SQUID technology offers the possibility
of detection of ischemia by monitoring the BER frequency.

FIG. 63. �Color online� MCG biomagnetometer components �gantry and
electronics not shown�.

FIG. 64. �Color online� Peripheral nerve signals generated by an electrical
shock at the median nerve �the brighter trace is Bz; the others are Bx and By�.
The forearm location is shown by the outlined box. The first �vertical� peak
is the stimulus artifact. The next peak is the detected peripheral nerve as it
travels up along the forearm. The distance between the two �expanded�
sensor locations is 5 cm. The peak �Bz� of the detected signal between the
upper and lower expanded time display has shifted by 2 ms.
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Instrumentation for magnetoenterography is similar to
some magnetocardiography systems in channel count. Typi-
cally, a low to medium �19–37� channel count with sensitiv-
ity better than 50 fT/ �Hz is sufficient to detect and localize
the BER. However, since the GI tract has a complex shape
that causes the current paths to be in different directions,
vector �Bx and By� detection coils are recommended in addi-
tion to the normal axial �Bz� detection coils found in MCG
systems. Because of the very low frequency nature of the
BER, significant attention must be paid to noise reduction.
Highly balanced gradiometers and the use of an eight-
element reference array are recommended, especially if un-
shielded operation is desired. Nonmagnetic ancillary equip-
ments �Dewar gantry, patient bed, etc.� are also required to
avoid coupling in environmental noise that could mask the
very low frequency picotesla level BER signals.

G. Ferritometry: Magnetic susceptibility
measurements

Although most body tissue is diamagnetic, organs rich in
iron—notably the liver—can be strongly paramagnetic due
to the iron storage compounds ferritin and hemosiderin. The
magnetic susceptibility of an organ can be determined by
measuring the small changes in an applied magnetic field
when the body is brought into the vicinity of the magneto-
meter. Diamagnetic tissue will cause a small decrease in the

sensed magnetic field, while paramagnetic tissue results in a
larger increase in the sensed field. The magnitude and extent
to which the body perturbs the applied field is used to esti-
mate tissue iron concentration.

Figure 66 shows a SQUID susceptibility system �re-
ferred to as Ferritometer®� for measuring liver iron stores.
The system detects the dc change in flux as a function of
position beneath the magnet and detection coils.134 The ap-
plied field is �30 mT directly beneath the Dewar tail, de-
creasing to a few millitesla a few centimeters beneath the
Dewar tail. The water bag simulates the diamagnetic contri-
bution of body tissue ��water��tissue�, essentially allowing
the detection coils only to “see” the movement of the para-
magnetic liver. The net change in the dc level of detected
flux is related to the organ’s iron concentration and has been
proven useful in evaluating the treatment of patients with
iron overload disorders. Ferritometer® measurements of
liver iron agree well �r�0.98� with those obtained by liver
biopsy—the only other quantitative measure of iron
concentration.135

ac fields have been used to magnetize the liver.136 In this
situation, a Helmholtz coil set surrounds the patient. The
advantage of the ac technique is that it can reject environ-
mental noise better than dc methods. However, only the dc
methodology �which allows significantly higher fields to be
applied to the patient than ac methods, Sec. IX A� has been
shown to have sufficient sensitivity and repeatability to be
clinically useful.

H. Magnetopneumography: Magnetic remnance
measurements of the lung

The human body is normally diamagnetic or paramag-
netic; there are no naturally occurring ferro- or ferrimagnetic
constituents. Magnetic dust is the principal component of
ferrous welding fume. It is also a significant part of asbestos
dust, coal mine dust, and coal fly ash. Ferrimagnetic materi-
als associated with particulate contaminates such as dust in
the lungs of coal miners, welders, and asbestos workers can
be detected by magnetizing these ferrimagnetic components.

Magnetopneumography �MPG�, the measurement of
magnetizable material within the lungs has been an impor-
tant tool for measuring welding dust exposure in the ship
building industry in Sweden and Finland. A magnetizing
field is applied to the lungs �Fig. 67� and the remnant field

FIG. 65. �Color online� Shift in BER �in cycles/min �CPM�� before and after
chemically induced occlusion of a mesenteric �intestinal� artery. The BER
frequency varies as a function of position within the GI tract. The gastric
BER is typically 3.2±0.1 cpm, the small intestine BER is 11.3±0.1 cpm,
and the duodenum BER is �12 cpm.

FIG. 66. �Color online� �a� Ferritom-
eter® components. Typical patient
movement is 10 cm vertically. The
combination of a second order detec-
tion coil and a first order magnetizing
coil gives excellent near field sensitiv-
ity while rejecting distant sources. �b�
Installed system showing ultrasound
scanner �to left of gantry� and plastic
calibration phantom �on bed�.
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measured after removal of the field. The remnant field out-
side the chest after exposure to a magnetizing field can be as
great as 1 nT.119 Magnetic dust is also used as a tracer for
measuring lung dust clearance.137 An inhaled dosage of 1 mg
is sufficient to follow clearance over one year and later. Al-
veolar clearance half-time is about four months in healthy
nonsmokers and increases in smokers and in patients with
interstitial lung diseases.138 Recently, it has been shown that
particle clearance in the airways has a long-term phase.139

The SQUID magnetometer140 is sensitive enough to de-
tect particles of magnetite in the lung at levels totaling as
little as 20 �g equivalent to 0.5 ng/cm3 of lung tissue.141 By
exposing the chest to an external magnetic field of about
0.1 T, the magnetic particles become aligned and the lungs
weakly magnetized. After the magnetization field is re-
moved, the pattern of magnetization, as sensed by magneto-
meters, can be used to deduce the quantity and location of
the magnetic particles. Exposure to a 70 mT dc field for
5 ms is sufficient to achieve 90% saturation of ferrimagnetic
particles.

In the lung the magnetic particles are phagocytized
within hours by alveolar macrophages. Intracellular transport
will cause the magnetic polarization to decay with a charac-
teristic time constant, MH=ms�1−e−�/�H�, where MH is the
magnetization measured by the SQUID gradiometer �Fig.
67�, ms is the moment of the ferromagnetic particle, and �H is
the time constant of decay, typically a few minutes. In addi-
tion, the remnant magnetic particles can be twisted in weak
�millitesla� magnetizing fields, which reveal viscoelastic
properties of alveolar macrophages. Both relaxation and
twisting are indicators for the function of alveolar macroph-
ages in the human lung.142

I. Animal systems

Research instruments for animal measurements have
been typically low channel count systems with smaller de-
tection coils. The higher spatial resolution desired for animal
measurements �sometimes as small as 100 �m� also requires
closer spacing. The use of adjustable tail Dewars �Fig. 26�
and coil-in-vacuum technology can allow moderate count

�7–37� small diameter �1–4 mm� detection coil arrays to be
built without having to use excessively thick Dewar tail
pieces. The actual design of an animal system is very much
dependent on the size and shape of the animal being mea-
sured. For mice and other small animals, physical constraints
�and budgets� often limit the measurement system to a few
channels of millimeter scale detection coils inside a flat tail
Dewar. A system for MEG measurements on a macaque
monkey could be a scaled down version of an adult whole
head system �Sec. X C�. SQUID magnetometers can also be
used for measurements of action potentials143 and tissue
slices. The technology developed for magnetic microscopy
�Sec. IX C 1� has also influenced the development of animal
systems designed for in vitro measurements.144

J. Biomagnetic instrumentation concerns

In summary, when building or purchasing a SQUID sys-
tem for biomagnetic measurements, the following design ar-
eas must be considered.

• Number of
channels:

How many are needed �be sure not to
overestimate, cost is a
function of channel number�? Are
multiple �multiposition� measurements
acceptable �slower, but require less
channels� or must the measurement�s�
be done in a single measurement?

• Signal-to-noise
ratio:

What is the sensitivity required?
Should sensitivity be specified as
minimum detectable changes in field
�fT/ �Hz� or current dipole
�A m/ �Hz�?

• Detection coil
design:

What are the characteristics of source
�current dipole, linear �e.g.,
peripheral nerve�, magnetic dipole,
etc.�? This will indicate if
single orientation �e.g., Bz� or vector
�e.g., Bz, Bx, and By� orientation
detection coils are needed.
What coil diameter will give the
needed sensitivity?
What coil layout �hexagonal, square,
etc.� is best?
What coil-to-coil spacing is needed?

• Magnetometer
versus gradiom-

eter:

Does environmental noise require the
use of gradiometers?
If so, what style �axial versus planar�,
order, and base line are needed?

• Noise reduc-
tion:

What is the environmental noise?
Have ground loops, EMI,
and vibration �e.g., nearby traffic—
human or vehicle� been accounted
for?
Will magnetic shielding be needed? If
so, what type �MSR versus
eddy current room�?
Will reference channels be used for
electronic noise cancellation?

FIG. 67. �Color online� Magnetopneumography measurement system.
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If so, will pre- or postprocessing algo-
rithms be used?

• Cryogenics: What is the needed coil-to-subject
distance�s�?
Is liquid helium suitable or is closed
cycle refrigeration required?

• Data acquisi-
tion rates:

At what rate is data to be gathered?

What is the total amount of data to be
gathered in a single session?
Must the data be processed real time?
How is the data to be interpreted?
How is the data to be displayed?
Will the data be correlated with other
methodologies �e.g., EEG,
MRI, CT, ECG, and PET�?
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