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Summary

The x–z cross-sectional profiles of fluorescent objects can be
distorted in confocalmicroscopy, in largepart due tomismatch
between the refractive index of the immersionmediumof typi-
cal highnumerical aperture objectives and the refractive index
of the medium in which the sample is present. Here, we intro-
duceamethod tomount fluorescent samples parallel to theop-
tical axis. Thismounting allows direct imaging of what would
normally be an x–z cross-section of the object, in the x–y plane
of the microscope. With this approach, the x–y cross-sections
of fluorescent beads were seen to have significantly lower
shape-distortions as compared to x–z cross-sections recon-
structed from confocal z-stacks. We further tested the method
for imaging of nuclear and cellular heights in cultured cells,
and found that they are significantly flatter than previously
reported. This approach allows improved imaging of the x–z
cross-section of fluorescent samples.

Introduction

Confocal fluorescence microscopy has been the technique of
choice to visualize x–z or axial cross-sectional views (i.e. im-
ages in a plane parallel to the optical plane) of microscopic flu-
orescent objects, using image slices acquired in the focal plane.
However, reconstructed x–z cross-sectional profiles of fluores-
cent objects which are the size of several microns can be dis-
torted in confocal microscopy.1,2 These distortions are caused
largely by the mismatch between the refractive indices of the
medium in which the sample is present and the oil present on
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typical oil-immersion objectives. The mismatch causes differ-
ences between axial travel of the objective relative to the sam-
ple and travel of the focal plane in the sample itself, resulting in
distortion of the x–z shapes. Also, refractive-index mismatch
causes the axial resolution toworsen and peak intensity to de-
crease with travel into the sample.
Methods to correct for the mismatch have been proposed

including the use of water-objective lenses and the calculation
of correction factors.1,3–5 Other recent approaches include the
use of prisms to deflect light in such a way that the x–z cross-
section can be directly imaged.6,7 Here we developed an ap-
proach to image x–z shapes of fluorescent objects, which does
not require scalingwith correction factors or extra devices like
prisms in the light path. We designed an imaging chamber in
which samples could bemounted along a plane perpendicular
to the focal plane, effectively making what would normally
be a measurement in the x–z plane, into a measurement in
the x–y plane. Imaging of the x–y cross-sections of spherical
polystyrene beads immersed inmountingmediumwith an oil-
immersion objective revealed a substantial reduction in dis-
tortion. We further tested the chamber for imaging cells and
nuclei.

Results

A schematic of our mounting approach is shown in Figure 1.
A 3D-printed chamber was designed to hold two glass slides
perpendicular to the focal plane. The microscope objective
was focused near the bottom edge of the glass slide and the
regionwas scanned to image fluorescent objects. In this setup,
the glass slide is held parallel to the optical axis of the mi-
croscope, allowing us to image the cross-section orthogonal
to the glass slide in the x–y plane (this cross-section would
normally be the x–z cross-section reconstructed from confocal
z-stacks). The light path in our setup was such that the light
from the objective lens passed through the coverslip and
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Fig. 1. Schematic of the orthogonal imaging chamber. 3D-printed chamber holds slides in an orientation perpendicular to focal plane. Glass slides are
slotted vertically in the grooves along thewalls of the chamber. A lid is tightened to push the glass slides against the bottom coverslipwith threaded screws.
A window is provided in the lid to enable transmitted light microscopy. A photo of the imaging chamber (total length = 75mm) is included.

into the glycerol-based mounting media before exciting the
fluorophores in the sample.
We first reconstructed x–z cross-sections of fluorescent

beads of known diameters from confocal z-stacks. We com-
pared these x–z cross-sections to single confocal fluorescent
images of x–y cross-sections of fluorescent beads in the or-
thogonal imaging chamber. All images were acquired on a
laser scanning confocal microscope (see methods) using a
Nikon CFI Plan Apo Lambda 60×/1.4 NA oil immersion ob-
jective lens. Beads were mounted on the glass slides in mount-
ing media with a refractive index of 1.45, while the refrac-
tive index of oil was around 1.52. Consistent with previous
reports,8 the x–z shapes of 10–15µm fluorescent beads recon-
structed from confocal z-stack imaging resembled a tear-drop
shape (Figs. 2A and 2C). The average change in the height of
the beadwas∼53% for the 10 µm beads and∼45% for the 15
µm beads (Figs. 2B and 2D). This distortion was measured for
confocal z-stacks acquired at a step-size of ∼250 nm which
is below the Nyquist criterion. Substantially lowering the step
size to 50 nm did not decrease the distortion in the beads (Fig.
S1).
In contrast, images of the beads acquired with the orthog-

onal imaging chamber were not distorted from their circular
shapes (Figs. 2A and 2C, right). The measured heights were
statistically indistinguishable from the diameter specified by
the manufacturer (Figs. 2B and 2D). These data demonstrate
the utility of the orthogonal imaging chamber for reducing
distortions in images of shapes captured orthogonal to the
mounting surface.
We next evaluated the orthogonal imaging chamber for

imaging nonspherical fluorescent structures. The cell nucleus
is an example of such a structure as it looks generally cir-

cular in the x–y plane but is flattened considerably in the x–
z plane such that its three-dimensional shape resembles an
ellipsoid.9,10 We imaged DNA stained with HOECHST in nu-
clei of three different cell types –NIH3T3 fibroblasts,MCF10A
mammary epithelial cells and C2C12 myoblasts, by recon-
structing x–z cross-sections on a conventional setup, and by
direct imaging of x–y cross-sections in the orthogonal imag-
ing chamber. x–y images of nuclei acquired with the imag-
ing chamber were much flatter than x–z images of nuclei
reconstructed from confocal image stacks (Figs. 3A, 3B and
Table 1). The percentage error in mean nuclear heights was
in the range of ∼35% to ∼62% (Table 1). These results re-
veal a substantial error in vertical height of the nucleus mea-
sured fromconfocal z-sectioningand reconstructionof thex–z
shape. As heights of spread cells in culture are very similar to
nuclear heights, these results also suggest that cells are much
flatter than suggested by confocal reconstructions.
The nucleus is a core-shell structure, with the nuclear lam-

ina (shell) enclosing DNA (core). We compared x–z shapes of
the GFP lamin A-labelled lamina in NIH 3T3 fibroblasts ac-
quired from confocal z-stacks in a conventional setup, and x–
y shapes captured by direct confocal imaging in the orthogo-
nal imaging chamber. The fluorescence of GFP-lamin A was
diffuse in a direction perpendicular to the nuclear periphery
in x–z reconstructed images, while it was more localized and
less diffuse in x–y images acquired in the orthogonal imaging
chamber (Figs. 3C and 3D).
As another example of nonspherical and nonsymmetri-

cal structures, we imaged both the cell and the nucleus in
the orthogonal imaging chamber. In this experiment, we
allowed cells to spread on the glass, and then fixed cells at
different times after seeding. This allowed us to capture the
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Fig. 2. Comparison of x–z shapes reconstructed from confocal sectioning, and corresponding x–y shapes acquired in the orthogonal imaging chamber.
(A) Image of x–z cross-section of fluorescent bead (diameter = 15 µm) reconstructed from confocal z-stacks and acquired with the imaging chamber.
Scale bar is 5 µm. (B) The graph shows a quantitative comparison of diameter of beads (d = 15 µm) corresponding to the two imaging methods in (A).
Dotted line represents manufacturer’s specification for the mean diameter of the bead. The experiments were performed in triplicates and 20 beads were
quantified. *** signifies statistically significant difference (p< 0.05 by Student’s t-test). (C) Image shows x–z cross-section of fluorescent bead (diameter=
10 µm) reconstructed from confocal z-stacks and a single x–y image acquired with the orthogonal imaging chamber. Scale bar is 5 µm. (D) Graph shows
a comparison of diameter of beads (d= 10 µm) corresponding to the two imaging methods in (C). Dotted line represents manufacturer’s specification for
themean diameter of the bead. The experimentswere performed in triplicates and 20 beadswere quantified. *** signifies statistically significant difference
(p< 0.05 by Student’s t-test).

F-actin distribution in cells of different shapes and chromatin
distribution innuclei. Cells progressively flattened over 60min
of spreading, with the nucleus changing shape from rounder
morphologies to flat morphologies (Fig. 4). The blue arrows in
Figure 4 reveal finer features in the nuclear shape and F-actin
distribution. For example, F-actin tended to be enriched in
local spots near the apical membrane early in the process of
spreading and tended to be spatially inhomogeneous. Upon
complete spreading, however, F-actin distribution tended to
be less inhomogeneous, and present in relatively uniform,
thin structures at the apex and the base. Spatial variations
in local curvature of the apical F-actin structure was also
evident in the images of cells (marked by white arrowheads
in F-actin images at 45’ and 60’ in Fig. 4).

Discussion

Three-dimensional confocal microscopy is the technique of
choice to visualize x–z cross-sections of particles and cellular
structures, but these cross-sections are subject to considerable
distortions owing largely to the phenomenon of refractive-
index mismatch. Here we developed an approach for mount-
ing samples side-ways such that what is normally the x–z

cross-section for imaging conventional samples is directly im-
aged in the x–y plane in the orthogonal imaging chamber. The
chamber allows imaging of planes perpendicular to the glass
slide with resolution similar to that achieved in x–y imaging.
Additionally, the reconstruction needed to visualize x–z cross-
sections is not required here, as only one image is required of
the x–y plane. As such our approach will have better time res-
olution than approaches that involve reconstruction of confo-
cal z-stacks.
Quantitative measurements of cell and nuclear heights

have been performed from x–z cross-sections reconstructed
from confocal microscopy of x–y planes captured at differ-
ent z-positions.6,9,11–24 Such measurements have allowed
mechanistic studies of cell spreading and nuclear flattening.
Our estimates of error in nuclear heights show that confocal
reconstructions significantly overestimate these parameters.
Such errors can confound interpretation particularly where
treatments or perturbations to cells cause subtle differences
in nuclear heights or cellular heights.
One limitation of our approach is that cells can only be im-

aged close to the edge of the glass slide because of the low
workingdistance of typical 60×or100×objectives.Nonethe-
less, for an imaging depth of 70–100 µmwith reference to the
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Fig. 3. Difference in nuclear heights measured in x–z reconstructed images and x–y images acquired in the orthogonal imaging chamber. (A) Hoechst
(H33342) stained x–z images of the nucleus in three different cell types reconstructed from confocal z-stacks, and x–y images acquired in orthogonal
imaging chamber. Scale bar is 5 µm. (B) Graphs show a quantitative comparison of nuclear heights for NIH 3T3 fibroblasts (left, isolated cells), C2C12
myoblasts (centre, isolated cells) and MCF-10A (right, monolayer) for the two imaging conditions in (A). Images were acquired per cell type from at least
15 cells from three independent experiments. *** signifies statistically significant difference (p < 0.05 byi Student’s t-test). (C) x–z image of a GFP-lamin
A expressing NIH 3T3 fibroblast nucleus reconstructed from z-stack confocal stacks (left) and x–y image of a different nucleus imaged in the orthogonal
imaging chamber (right). Scale bar is 5 µm. Blue and red arrows mark the length along which intensity profile was measured (D).

Table 1. Comparisons of nuclear height measured from confocal reconstruction and in the orthogonal imaging chamber.

Height of nucleus

Cell type Confocal stacks Imaging chamber % Error
a

NIH 3T3 fibroblasts 4.88 ± 0.11 µm 3.61 ± 0.10 µm ∼35%
C2C12 myoblasts 6.03 ± 0.19 µm 3.73 ± 0.17 µm ∼62%
MCF-10A 4.24 ± 0.09 µm 2.83 ± 0.08 µm ∼50%

aPercentage error was calculated using the formula dz−dic
dz

∗ 100, where dz =mean height of the nucleusmeasured from confocal z-stacks and dic =mean
height of the nucleus measured by direct x–y imaging in the imaging chamber.

top surfaceof the coverslip andan imagingwidthof 15mmfor
our glass slides, the area overwhich imaging can be performed
is 1–1.5 mm2, which enables imaging of a substantially large
number of micron-sized objects. Further, the area of imaging
may also be increased byusing objectives that have highwork-
ing distances. The vertical mounting of cells could potentially
impact their shapes due to gravity. However, we have shown
that gravity does not affect the shape of cells as they adhere
and spread on a surface.9 This was done by allowing cells to
adhere for a short time on a surface, and then inverting it such
that gravity acted against the cells. We found no difference in
the degree of cell flattening even against gravity. This is con-
sistent with the fact that gravitational forces on cells are very

small compared to forces associated with molecular motors
that drive cell spreading.25

Fluorescence intensity drops with distance from the cover
slip.26 This could make it difficult to visualize dimmer sam-
ples in the orthogonal imaging chamber. While the point
spread function becomes more diffuse laterally with depth,1

the gross shape of object remains unchanged. Finally, the
imaging chamber does not solve the problem of 3-D render-
ing of objects; any 3D reconstructions will appear elongated
in the z direction.
The imaging chamber is compatible with both upright and

inverted microscopes and can be coupled with micromanip-
ulation devices for studying force–deformation relationships
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Fig. 4. x–y imaging of cells fixed at different time points after seeding on to a glass coverslip in the orthogonal imaging chamber. Chromatin was stained
with Hoechst (H33342) and F-actin was stained with phalloidin. Yellow arrowsmark local spots of F-actin enrichment, and local nuclear irregularity in
image at 5’. White arrowheads mark spatial variations in curvature of apical F-actin. Scale bar is 5 µm.

of soft particles or cells. Also, it may prove valuable in study-
ing dynamic events in cells in the orthogonal direction, such
as apical assembly and disassembly of F-actin structures and
microtubules during the process of cell migration. For exam-
ple, a similar orthogonalmounting approach as ours has been
previously used by Ingram (1969)24 to study cell migration.
The improved resolutionand time resolutionoffered byour ap-
proach should be especially useful in this regard.

Methods

Orthogonal imaging chamber

A 35 × 75 × 11.75 mm (W × L × H) chamber was designed
to hold two glass slides in an orientation perpendicular to the
focal plane as shown in Figures 1 and Figures 2. A 22 mm ×
22 mm × 0.17 mm coverslip (Cat. No. 12-542-B, Fisher
Scientific, Pittsburgh, PA, USA) was adhered to the bottom
of the imaging chamber with RTV-108 glue (Momentive
RTV Silicone Sealant, Momentive Performance materials Inc.,
Waterford, NY, USA) to protect the microscope objective from
brushing against the edges of the vertical slides. Microscope
glass slides (Cat. No. 26004–422, VWR, Radnor, PA, USA
were cut (25 mm × 11 mm) to enable imaging with a long
working distance condenser (Ti-C CLWD, Nikon Instrument
Inc., Melville, NY, USA). Two such slides were then inserted
in the slotted grooves (8.75 × 1.3 mm with a depth of 1.75
mm) along the walls of the chamber. Once positioned, the
vertical slides were pressed against the bottom coverslip by
tightening the lid of the imaging chamber (35× 35× 3mm)
with four threaded screws (Fig. 1). An imaging window was
provided within the lid to enable simultaneous transmitted

light and fluorescence microscopy. All the designs were de-
veloped with CAD software (SolidWorks, 3D Assault Systems,
Vélizy-Villacoublay, France) and 3D-printed (VeroWhite resin
material, 3D printer: Stratasys Objet Eden 260V, Stratasys
Direct Inc., Los Angeles, CA, USA).

Cell culture

Cells were maintained in a humidified incubator at 37°C and
5% CO2. NIH 3T3 fibroblasts stably expressing GFP-Lamin A,
a kind gift from Kyle Roux, were cultured in Dulbecco’s Modi-
fied Eagle’s Medium (DMEM, 10313-021, Corning Inc, Corn-
ing, NY, USA) with 4.5 g L–1 glucose (25-037-CI, Corning,
Inc., Corning, NY, USA), supplemented with 10% v/v donor
bovine serum (Cat. No. 16030074, DBS, Gibco,Laboratories,
Gaithersburg, MD, USA) and 1% v/v penicillin/streptomycin
(Pen-Strep 30-002-CI, Corning, Corning Inc, Corning, NY,
USA). C2C12 myoblasts (ATCC CRL-1772, ATCC, Manassas,
VA,USA)were cultured inDMEMwith4.5gL–1 glucose (Corn-
ing, 25-037-CI), supplementedwith 10% v/v DBS and 1% v/v
Pen-Strep. MCF10A human breast epithelial cells (ATCC CRL-
10317) were maintained in DMEM/F12 medium (Cat. No.
11039-021, Invitrogen,Corporation,Carlsbad,CA,USA) sup-
plementedwith 20 ngmL–1 epidermal growth factor (EGFAF-
100-122, Peprotech, Inc., Rocky Hill, NJ, USA), 0.5 mg mL–1

hydrocortisone (Cat. No. 50-23-7, Sigma-Aldrich, St. Louis,
MO, USA), 100 ng mL–1 cholera toxin (Cat. No. 9012-63-9,
Sigma), 100 mg mL–1 insulin (Cat. No. 11070-73-8, Sigma-
Aldrich), 1% v/v Pen-Strep and 5% v/v horse serum (In-
vitrogen, 16050–122). Cells were cultured on glass slides,
fixed and stained. They were next mounted in glycerol-based
mounting medium (Cat #: H-1000, Vectashield, Vector Labs,
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Burlingame, CA,USA)with a refractive index of 1.45. Because
themountingmediumwas viscous enough,we did not need to
sandwich the cells with a separate glass slide on top.

Immunostaining

Cells were fixed in 4% paraformaldehyde (Cat. no. J61899,
Alfa Aesar, Haverhill, MA, USA) at room temperature for 15
min and washed thrice with 1× PBS (Cat. No. 21-040-CM,
CorningInc., Corning, NY, USA). Hoechst (H33342, Sigma-
Aldrich, 875756-97-1) was used to stain for DNA. Alexa
Fluor-488 phalloidin (Cat. no. A12379, ThermoFisher Scien-
tific,Pittsburgh, PA, USA) was used to stain for actin filaments
(F-actin).

Microscopy

Imaging was performed on a Nikon A1 confocal unit com-
plemented with a 4-channel 15 mW laser light source
and mounted on a Nikon Ti2 eclipse microscope (Nikon,
Melville, NY, USA). The objective lens was a Nikon CFI
Plan Apo Lambda 60×/1.4 NA oil immersion objective lens
(MRD01605, Nikon, Melville, NY, USA). We chose a pinhole
opening of 1.2 Airy disks and a z-step size of 250 nm, to
ensure overlapping z-stacks while sampling at less than half
of the depth of focus (which corresponds to ∼600 nm for
488 nm light) to satisfy Nyquist criterion and minimize pho-
tobleaching artifacts.27–31 Immersion oil Type 37 (Cat. no.
16237, Cargille Labs, Cedar Grove, NJ, USA) was used at 37°C
(R.I. = 1.52 for λ = 486.1 nm). The microspheres were sep-
arated from the immersion oil by a glass coverslip (No. 1.5,
R.I. = 1.52).
For confocal reconstruction, images were captured of 100

x–y planes at different z-positions separated by either 100 nm
or 250 nm for each 15 µm microsphere. For the 10 µm mi-
crosphere, 50 x–y planes were imaged at z-positions separated
by 250 nm. When imaging in the orthogonal chamber, we
first found a reference focal plane with approximately maxi-
mal cross-sectional area. Next, we captured 5 images at x–y
planes separated by 0.5 µm at z-positions above and below the
reference focal plane. The focal plane with themaximum area
was selected as the true cross-section of the object and was
quantified.

Polystyrene beads

We imaged commercially available fluorescent polystyrene
microspheres of diameter 14.6 ± 0.146 µm from Molecular
Probes,Eugene, OR (F8837, λ absorption = 365 nm/λ emission =
415 nm) and of diameter 10.5± 0.152 µm from Corpuscular
Inc., Cold Spring, NY, USA (Cat #: 141255-05, λ absorption =
480 nm/λ emission = 510 nm). Microspheres were mounted in
amountingmedium (Cat#:H-1000,Vectashield, Vector Labs,
Burlingame, CA, USA) with a refractive index of 1.45.

Quantitative analysis of images

Cross-sections of microspheres were reconstructed using NIS-
Elements AR 5.02.01 and the maximum intensity projec-
tion was applied to the reconstructed images. Intensity pro-
files along the direction perpendicular to the mounting sur-
face were exported to Origin PRO (OriginLab Corporation,
Northampton, MA, USA). A Gaussian nonlinear fit based on
Levenberg Marquardt algorithm was applied to the inten-
sity values and top and bottom edges of the objects were
determined with the full width at half maximum method
(FWHM)32 function in Origin. The distance between the top
and bottom edge was reported as the diameter. A similar
analysis was performed on images of nuclei to quantify their
heights (Table 1).
Nuclear heights measured in three different cell types

through reconstruction of the x–z cross-section from confo-
cal z-stacks of HOECHST stained nuclei, or from x–y confocal
images acquired in the orthogonal imaging chamber. Data are
mean± SEMmeasured from n= 15 cells from three indepen-
dent experiments.

Conclusions

Orthogonal mounting of fluorescent samples here is a simple
but effective method to directly image x–z cross-sections.
The approach presented here suggests that cells and nuclei
are significantly flatter than evident from reconstructed x–z
cross-sections. The improved spatial and time resolution of
this method should prove useful for diverse cell biological
applications.
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Fig. S1. Graph showsa comparisonbetweenheight of the bead
(d = 15 µm) from reconstructed z-stacks of 50 nm and 250
nm step size. The experiments were performed in triplicates
and 20 beads were quantified for each condition. n.s. signifies
statistically nonsignificant difference (p > 0.05 by Student’s
t-test).
Fig. S2. Engineering drawing of orthogonal imaging chamber.
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